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PREFACE. 



The necessity for a practical guide for the application of 
electricity to gynaecology, according to the moderh and most 
approved methods of Apostoli and his followers, was so forcibly 
urged upon me by many who have read my various contribu- 
tions to the journals that I was persuaded to undertake the 
task, the outcome of which is the present work. The numerous 
claims upon my time by an active practice, as well as my 
editorial duties, have rendered the task particularly laborious, 
and I trust my critics will make due allowance for shortcom- 
ings, the existence of which I fully realize. 

It has been my aim to simplify the electro-physics so that 
it can be understood by anyone, no matter how Umited his 
previous knowledge of the subject may be, at the risk of its 
being considered elementary, knowing that this is one of the 
stumbling-blocks in the path of the physician or student who 
desires to acquire the information necessary to intelligently 
utilize this agent. This chapter has, therefore, been made 
short, containing only just what is actually necessary, and 
leaving the special physics of the different currents to be con- 
sidered in the separate chapters devoted to each. By this 
arrangement, it is believed much confusion has been avoided, 
and a clearer appreciation of the different qualities of the 
several electrical currents will be facilitated. No attempt 
has been made to make this part of the work scientific, but 
rather to make it practical for beginners. 

The chapter on apparatus contains a description of only 
such instruments as I have had a personal acquaintance with, 
either directly or indirectly, which explains why those of my 
own design predominate. There has been no intentional 
exclusion of others which may possess equal advantages. The 
same may be said of the battery apparatus mentioned. I have 
strenuously avoided mention of any that have not been person- 
ally tested and found to be satisfactory, believing that in so 
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doing a great service will be rendered in the selection of 
satisfactory apparatus. If nothing more has been accom- 
plished, the physician has, at least, been furnished with suffi- 
cient information to enable him to decide what is essential 
without depending upon the advice of the manufacturer, which 
is not always disinterested. 

In the part devoted to electro-therapeutics, I have endeav- 
ored to present succintly an outline of a personal clinical 
experience, which, I must say, has been abundantly satisfac- 
tory. So' far as the teachings of Apostoli extend and were 
found satisfactory they have been adhered to, though I have 
not hesitated to modify and alter his methods to meet the 
requirements of my own clientele. It must not, therefore, be 
thought that the treatment herein detailed is strictly in accord 
with his views in every particular. It is rather a description 
of methods which I have found successful. I have hesitated 
to attach any claim to methods which may be original, but in 
a spirit of fairness have given others due credit for what they 
have done. The application of the agent has been adapted upon 
a rational basis to meet the clinical indications, and the tech- 
nique is presented in minute detail so it can be applied by any- 
one familiar with gynaecological diagnosis and manipulations. 

In confining the text to the subject under consideration, I 
w^ould not be misunderstood as advocating the electrical treat- 
ment to the exclusion of other measures and remedies of 
unquestioned value. When it has been possible, without too 
great a digression, this has been distinctly stated in the text, 
and where it has been omitted there has been sufficient reason 
for doing so. It would be inappropriate in a work of this 
kind to follow a course other than that pursued. 

If my efforts to awaken a proper appreciation of the value 
of the faradic current and extend its use in gynaecology are 
successful I shall feel that my labor has not been in vain. 

AUGUSTIN H. GOELET, M.D. 
851 West 57th Street, 
New York, January 28d, 1892. 
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ELECTRO-PHYSICS 
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ELECTRO-PHYSIOLOGY. 



CHAPTER I. 

ELECTRO- PHYSICS. 

Electricity is one of the natural forces like heat 
and light, possessed, of a truly wonderful power and 
action, though invisible. It is not unlike the other 
forms of energy, and is not more mysterious, but less 
understood. In order to render its conception lucid, 
compare it with them and see in how many respects 
they resemble each other ; for instance, heat has its 
conductors and nonconductors, the same being true 
of light and electricity ; they all exist in a natural 
state in the universe, but require a separate known 
force, or power for their artificial production ; alike 
they have motion and are capable of producing 
motion. Though invisible, electricity is capable of. 
manifesting itself by the effect it produces when set 
in motion. A current of electricity flowing through 
a wire will heat it, the amount of heat depending 
upon the strength of the current and the resistance 
it encounters ; or, if the current is passed through a 
liquid, the liquid is decomposed by it. It also mani- 
fests itself by attraction and repulsion, violent com- 
motions, etc. Electricity may be produced by fric- 
tion, induction or chemical action, and according to 
the mode of its production, exhibits a different 
arrangement of its two qualities pressure and vol- 
ume. 
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To arrive at a tangible conception of this energy 
in motion, it is necessary to appreciate what influ- 
ences and retards its progress. It is set in motion 
by a certain amount of pressure, so to speak, or 
power, which will be sufficient to send it along its 
course through a wire or other form of conductor 
back to its source. This pressure, or power, by vir- 
tue of which the electric current circulates, is desig- 
nated electro-motive force^ and may be compared to 
the pressure of steam necessary to set in motion the 
driving wheels of an engine. 

The pressure of this electro-motive force is meas- 
ured by an unit called the volt, just as the pressure 
of steam is measured by the pound. We say we 
have so many volts pressure of electricity, just as we 
say we have so many pounds pressure of steam. 

The Volt.— There is no standard which gives ex- 
actly one volt of electro -motive force. The Daniel's 
standard cell comes nearer than any other, but its 
electro -motive force is one-twelfth greater than one 
volt — 1.079 volts. A volt is the electro-motive force 
necessary to produce one ampere of current through 
a resistance of one ohm. 

The Ohm,— The resistance which the current en- 
counters in its passage is measured by an unit called 
the ohm, and must be overcome by an excess of elec- 
tro-motive force or else there will be no circulation 
or current. Just as there must be enough pressure 
of steam to overcome the weight of the engine and 
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the resistance of the load before there can be any 
motion. The standard ohm was fixed by the Elec- 
trical Congress held in Paris in 1884, and is equal to 
the resistance of a column of pure mercury one 
square millimetre on cross section, 1.06 metre in 
height, at the temperature of melting ice.* It is 
called the legal ohm. Prior to this time the unit 
ia universal use was that of the British Association. 
It is sometimes designated the B. A. unit. The legal 
ohm is equivalent to 1.0112 B. A. units. One B. A. 
unit equals 0.9889 legal ohm. 

The excess of the electro-motive force over that nec- 
essary to overcome the resistance constitutes the cur- 
rent ; hence it is said, the current is equal to the elec- 
tro-motive force divided by the resistance, which is 
the law of Ohm, after whom the unit of resistance is 
named. This is frequently expressed in the algebraic 

r^ 1 n -"^ ' ^ A. A. A. electro-motive force. 

formula C=— , equivalent to,current= — 

J^' ^ ' resistance. 

Given any two of these quantities the other may be 
determined by transposition of the same rule; for 
instance, the electro-motive force is equal to the cur- 
rent, multiplied by the resistance (E = C x R) ; or, the 
resistance is equal to the electro-motive force divided 



hy the current, I R = — I 



*46.25 metres of pure copper wire, one millimetre in diameter, 
has a resistance of one ohm. 
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The Ampere.— The strength of the current is meas- 
ured by an unit called the ampere. An ampere is that 
strength of current furnished by an electro-motive 
force of one volt in a circuit, the total resistance 
of which is one ohm. Its standard value is repre- 
sented by that current which will deposit 1.118 milli- 
grammes of silver in a second of time, or decompose 
•00009324 gramme of water per second. Since the 
structures of the body could not tolerate a current of 
an ampere, for medical purposes it is divided by one 
thousand, and each thousandth is designated a milli- 
ampere.'*' The milliampere, then, is the medical unit 
of measure of the volume, or strength of the current 
circulating between the poles outside of the battery, 
or in other words, the intensity of the current; and it 
must be understood that it in no way represents the 
quantity. 

This measure of the strength of the current is 
frequently, though incorrectly, referred to as the dose 
or amount of the current administered, whereas, it is 
in reality only a record of the intensity, or current 
strength, just as we would refer to a 2 per cent or 10 
per cent solution of a drug, or a solution of so many 
grains to the ounce, which would in no way indicate 
the quantity of the drug employed in any given case 



♦The ampere was called so after a Frenchman whose name 
was Ampere ; hence, in abbreviating the medical unit in writ- 
ing, it would be correct to write m. or m. a. but not m. p. 
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unless the amount of such Bolution used was denignated. 
The milliampere, thftn, is the unit of measurement of 
the current strength, whioh expreBHion ie synonymous 
with what the French call. intensity, and the milli- 
ampere meter is the guage for its registration. 




Fl6- I.— COLTAIMB MiTEH. 



Coulomb and Coulomb Meter.— In order to measure 
the amount of electricity employed at any given ad- 
ministration, when tliis is desirable, it becomes 
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necessary to employ an instrument called the coulomb 
meter, which registers by a scale divided into units 
designated coulombs, in which a volume of water^ 
confined in an inverted tube closed at the top, 
Is decomposed by having passed through it the 
electric current employed. The product of this 
decomposition is collected in the form of oxygen and 
hydrogen gases in the upper part of the tube, dis- 
placing the water into an outer tube surrounding it. 
The register being arranged from above downwards 
the surface of the water marks the amount of dis- 
placement, which is in proportion to the decompos- 
ition, that being proportionate to the amount of the 
current used. It is, of course, necessary that there 
should be a break, or separation, in the wire, which 
passes through the water so that a volume of water 
will be interposed in the circuit. 

The Watt.— This brings us to the consideration 
of electric energy, and the method of recording it. 
We have said that the electro-motive force of the 
battery (or its energy) is measured by an unit, called 
a volt, and the current flowing between the poles by 
one called the ampere. The total electric energy, is a 
combination of the voltage of the electro-motive 
force of the battery (or cell) with the amperage of 
the current flowing between the poles external to it. 
The term watt is used to express this combination 
of volt-ampere, and is obtained by multiplying the 
volts of pressure by the amperes of current, from any 
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battery or other electric machine employed for pro- 
ducing a current. For the sake of comparison, to better 
appreciate the extent of this electric energy, it may 
be converted into horse power, the unit employed for 
calculating the energy of steam, since it is estimated 
that 746 watts are equal to 1 horse power; one watt 
is then equal to t^ of a horse power. Therefore, in 
order to estimate the electric energy of a current of 
electricity, so it can be understood, the volts of pres- 
sure or electro-motive force are multiplied by the 
amperes of current strength, and the product in watts 
is divided by 746, the result representing the 
amount in horse power. Hence, 

volts X amperes E x C xx t> 
^' ^' = 746 ' ^'' ^746~ = ^- ^• 

It will be seen that these units of measurement 
bear a definite relation to the units employed in re- 
cording other forms of energy. 

It will be useless to burden the reader with a defi- 
nition of the other units of which he may have be- 
come cognizant, in reading early works on electricity, 
such as the dyne, weber, and farad, since they are 
absolute units for the measurement of the quantity 
of electricity passing in a unit of time, and are now 
obsolete. 

Condaction.— It must be understood that different 
substances differ in their capacity for conveying the 
electric current, and it would be well to know the 
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relative condactability of most ordinary substances, 
which may be arranged as follows : 

CONDUCTORS. POOR-CONDUCTORS OB INSULATORS. 

Metals. Rubber in its various forms. 

Charcoal. Silk. 

Graphite. Glass. 

Acids. Wax. 

Water, etc. Sulphur. 

Resins. 

Shellac, etc. 

The metals possess varying degrees of conducta- 
bility, some conveying the current easily while others 
offer a greater resistance to its passage. This differ- 
ence can only be calculated approximately. For the 
sake of comparison the following table has been ar- 
ranged, naming silver as a basis, fixed at 100;* 

Silver, 100. Iron, 15. 

Copper, (pure) 99.9. German Silver, 12 to 15. 

Copper, (ordinary) 40 to 70. Tin, 12.4. 

Gold, 78. Lead, 8.3. 

Zinc, 29. Platinum, 6.9. 

Brass, 20. Mercury, 1.6. 

Steel, 16. 

Attention is called to the fact that silver and cop- 
per are the best conductors, which explains why cop- 



♦This arrangement is made by Latimer Clark; the estimate 
being made at a temperature of 32* P. 
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per wire is utilized so often for connections of bat- 
teries and for conducting wires. It will be noticed 
that iron is low in the scale, which makes it, in the 
form of wire, an undesirable and unsatisfactory con- 
ductor for most purposes. German silver and plati- 
num, it will be observed, stand so low in the scale, 
that they may be looked upon in the nature of re- 
sisting media, a fact which is made use of to advan- 
tage, as will be seen further on. 

It is a well-known law of electro-physics, that a 
large wire is a better conductor than a small wire of 
the same metal. Likewise, that the resistance to the 
current is in ratio to its length, or, in other words, 
there is more resistance to the current in a wire 500 
yards long than in one the same size of 100 yards in 
length. This has led to the comparison of electricity 
circulating through a wire with water flowing through 
a tube, since their behavior is somewhat identi- 
cal. For instance, a greater volume or quantity of 
water will flow through a large tube, there being less 
resistance (if the pressure and inclination is the same) 
than will flow through a smaller tube, for in the lat- 
ter case the resistance is greater. In this connection, 
it would be well to comprehend what is meant by the 
expression difference of potential, which is used to 
denote a difference in balance or equilibrium, or what 
is known in hydraulics as a difference of level. 

Potential.— This term can be best appreciated by 
comparing it with electro-motive force, a term with 
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which it is often (though incorrectly) used synony- 
mously. Potential and electro-motive force (says one 
author) are really only different ways of regarding 
the same agency, since both are the cause of motion. 
But the one, potential, refers to something devoid of 
motion, though capable of producing motion; while 
the other (electro-motive force) refers to the motion 
itself; or in other words, the one is a motionless force, 
while the other is force ifi motion. Potential may ex- 
ist while electro-motive force is still absent, the latter 
being called into existence only when motion is es- 
tablished. As an illustration, we may take a Leclan- 
ch6 cell, which is inactive when not in use, and which 
contains an inherent potential, but it possesses no 
electro-motive force until a current is set in motion 
by completing the circuit, or until the action is started 
in the cell. Potential is really a difference in balance 
or equilibrium which permits the operation of the 
power known as electro-motive force. For instance, 
the difference in two weights on either end of a bal- 
ance causes it to move upon its pivot; this difference 
is known as potential, which allows the motion. 
Again the difference in the potential between two 
tanks of water connected by a tube allows the water 
to flow from the higher to the lower. In the same 
way, the difference in potential between the negative 
and positive elements of a cell, permits the genera- 
tion of a force (electro-motive force) which causes a 
flow of current from the higher to the lower potential. 
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Therefore the electro-motive force is in ratio to the 
difference in balance or potential between the ele- 
ments of a cell or between the two sides of the source 
of the current in other devices for generating a 
current. 

Resistances.— Before proceeding further upon this 
point, it will be well to understand what consti- 
tutes resistance in a battery circuit. There are two 
kinds of resistance in the circuit of a battery, the 
internal and external. The internal resistance is that 
which exists in the cell itself, and the external resis- 
tance is that external to the cell between the two 
poles. The internal resistance of a galvanic cell is 
the obstruction which the current generated at the 
positive or zinc element encounters in transversing 
the space between that element and the carbon or 
negative element, and is subject to variations, accord- 
ing to the construction of the cell and its excitants. 
This variation, which may range from one ohm to 
one hundred ohms, is influenced by the size of the 
elements, the distance between them, and the charac- 
ter of the fluid in which they are immersed; since the 
nearer they are together, the greater the extent of 
their surface, and the better the conducting power of 
the fluid, the less the resistance. The external resis- 
tance, or that encountered by the current between 
the poles external to the cell, depends upon the length 
and diameter of the conductors, the material of 
which they are composed, and the character of the 
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connections. This resistance should be taken into 
account and added to that of the tissues which we 
expect the current to traverse, if we wish to be accu- 
rate, though it is ordinarily disregarded, being usually 
less than ten ohms, while the resistance of the human 
body will vary from 600 to 18,000 ohms; the average 
being not much above 2,500 to 3,500 ohms. 

Electric Energry of a Cell and C'ombination of Cells. — 
Much unnecessary confusion appears to exist upon 
the subject of the electric energy of a cell and com- 
bination of cells. The size of a cell bears no rela- 
tion to its electro-motive force, which depends upon 
the difference of potential of the cell elements; 
hence a small cell will give as high an electro- motive 
force as a large one having similar elements. A large 
cell will, however, outlast a small one, «. e., will do 
more work, and in this respect a galvanic cell is 
comparable to a steam boiler. A small boiler may 
be able to furnish the same pressure of steam as a 
larger one, but the latter is capable of perform- 
ing more work; and, similarly, a large cell, with cor- 
respondingly large elements, will give a greater vol- 
ume of current, and will be capable of exerting more 
chemical action, though it will have no greater power 
to overcome resistance. 

It must be understood that one cell will give the 
same strength of current on short circuit (^. e., with- 
out external resistance) as twenty or more cells will 
give under a similar condition. That is, multiplying 
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the number of these cells in series does not increase 
the current, though it does augment the electro-mo- 
tive force, which is readily explained, though appar- 
ently inconsistent. The fact is, that while we multi- 
ply the electro-motive force, we, at the same time, 
multiply the resistance in the same ratio, and the re- 
sult or amperage must be the same, since the current 
is always equal to the electro-motive force divided 
by the resistance (ohm's law). We may take, for 
illustration, the Leclanch6 cell, as being the one (in 
some one of its modifications) most generally used for 
medical purposes. It has an electro-motive force of 
about one and a half (1.5) volts, and an internal re- 
sistance of one ohm, and will give on short circuit one 

and a half (1.5) amperes -j -^ — ^^ =1.6 amperes.) 

( 1 ohm 

Now if twenty of these cells are coupled together in 

series {i, €., the zinc of one cell to the carbon of the 

other throughout the series) we have twenty times 

one and a half (1.5)- volts, which gives us thirty volts, 

but, at the same time we have multiplied the internal 

resistance twenty times also, and 30 volts divided by 20 

1 • ^ ^ (30 volts T - V 

ohms cives 1.5 amperes < = 1.5 amperes.) 

^ *^ ( 20 ohms ^ ' 

Although twenty cells coupled together in series 
will give no greater strength of current on short cir- 
cuit than one cell, twenty cells will be able to force 
the same strength of current through twenty ohms 
external resistance that one cell will through one 
ohm. 




This method of coiitiecting together colla is a oom- 
bination for securing ihe maximum electro-motive 
force from a battery, and ia known as a compound cir- 
cuit, or arrangement in series. The current Btrengtli 
IB not increased; but it will be understood that sisce 
this combination increases the electro-motive force 
of a battery, it will be capable of overcoming a 
greater extenial resistance. 




In urder to ubtain tlie maximum current strength of 
a liatiery, an arrangement of tlie cells known aa a sim- 
ple circuit is made, in which all thezinca are connected 
together on one side and all the carbons on the other. 



I 
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In this way the tnlernal resistance is diminished, 
since the current has to pass from the combined 
zincs to the combined carbons inside the cells only 
once. An esplanation of this may be had by consid- 
ering the fact that such an arrangement practically 
converts the battery into one cell of very large ele- 
ments; and, while the electro- motive force is that of 
one celi, the current strength is increased by reason 
of the lessened internal resistance. It will thus be 
seen that when the cells of a battery are connected 
in series, the electro-motive force of this battery will 
be equal to the sum total of the respective electro- 
motive forces of the cells which compose it, and that 
when the cells are connected in parallel the electro- 
motive force of the entire battery Js only eqnal to 
that of any one cell, wbile its current strength is at 
a maximum, chiefly owing to the diminished resist- 
ance in the interior of the cells. 

Conditions Cnnstltntln? a Satisfactory Cell and 
Method of Testing Cells.— The cell should be inexpen- 
sive, though the materials used in its construc- 
tion should be pure; it should fnrnish a high electro- 
motive force, and have a low and constant internal 
resistance. It should have no action when not in use, 
should polarize (i. e., lose its strength under use) very 
slowly, and should depolarize (recover its energy) or 
recuperate very rapidly under rest." 

•The polarization of a cell is the falling off of Its electric 
energy due to the collection of iiydrogen un the surface of the 
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To test the quality of a cell, in the absence of an 
ampere meter (or am-meter), coDDect both poles with 
the milliampere meter, interposing enough resistancey 
in the form of a coil of copper wire for ioBtanoey 
with it in the circuit, bo as to allow the streDgth of 
the current to be registered on the scale of the milli- 
ampere meter. Note the strength of the enrrent it 
gives through this resistance. Now short circuit the 
cell (connect the zinc and carbon elements by a short 
wire with nothing else in the circuit) and leave it so 
for an hour, then test it again through the same 
resistance and note how much it has lost. Remove 
the connections from the cell and set it aside to 
rest, testing it at intervals to see how rapidly it recu- 
perates. In twenty-four hours a good cell will com- 
pletely regain its energy. Some cells will register 
little or nothing after being short circuited for an 
hour, and never regain their energy completely. 
Others are destroyed by being short circuited 
and never recover. Such cells are not suitable for 
gynaecological work where low resistances are en- 
countered, and are only fit for work on the external 
surface of the body where they are always used 
through high resistances. Why this is so is obvious, 
Qince it has been shown that short circuiting a cell 
rapidly diminishes the energy of any cell and destroys 
a poor one ; therefore to use a poor cell through low 

carbon plate and oxygen on the zinc, setting up a counter cur- 
rent in the cell and increasing the internal resistance. 



I conaumeB itD energy mnch more rapidly 
thaa nsiDg it through bigb reeietaDcee. 'J he aanie 
is, of course, true of a good cell but it rapidly regains 
ita energy under reat. 

The Different Klnda or Currents.— The galaanic, 
furadic and static currenta have been so named 
for the sake of distinction and not because they are 
different entities. Their difference is only one of 
quality depending upon a relationship of pressure, 
and volume. Under a like condition of such relation- 
ship they are capable of exerting a similar action in 
every respect. As utilized, however, there is a great 
difference in the arrangement of these twoqualities, — 
pressure and volume,— which allows a marked differ- 
ence in their action and effect, and consequently they 
are entitled to rank as separate varieties of the same 
agent or energy. 

The galvanic current is posaeaaed of a greater v-olume 
and less electro -motive force (pressure), as compared 
with the faradic and static currenta, which latter, 
though posaesaing a high degree of electro- motive 
force, are endowed with very small volume. The gal- 
vanic is a continuous current flowing in one direction, 
while the faradic is necessarily intermittent and is 
constantly alternating from one pole to the other. 
The static is likewise an intermittent current, 
but may be continuoua. The galvanic current, be- 
cause of its volume, is capable of producing chemical 
decomposition in the tissues of the human body 
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which it is made to traverse; but, by reason of the 
deficiency in volume mainly, the other two currents 
exert little or no chemical action, and the effect whioh 
they produce is chiefly mechanical, though at the 
same time physiological. It is possible, however, by 
oommutating the faradic current and causing it to flow- 
in one direction, to render it capable of exerting the 
same chemical decomposition as that produced by a 
galvanic current. The static current is likewise capable 
of producing to a certain extent, the same result, be- 
cause it may be continuous and there is a direction to 
the current flow, and because it is possessed of some 
volume, though it may be small by comparison, which 
renders such result possible in a galvanic current. The 
reader must not allow these statements to confuse him. 
They are made in order to show that these different 
currents are not really different things, as the perusal 
of some of the current literatnre might lead him to 
suppose, but they are one and the same, differing 
from each other only by reason of a different com- 
bination, so to speak, of the two qualities (pressure 
and volume) with which they are endowed. 

To comprehend these different qualities of the elec- 
tric current, by the variation of which it is rendered so 
apparently complex, it may be compared with water 
circulating through a pipe. If the pipe is large, a larger 
volume of water can pass through it in a given time 
than if the pipe is small; in other words, the increased 
resistance in the smaller pipe prevents the same volume 
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of water flowing, thoagh the velocity %and pressure 
or tension of the stream is increased. It would be 
possible by reducing the size of the pipe, to so dim- 
inish the volume of water passing through it, that 
the results of which the stream is capable, will be 
very different. For instance, the stream of greater 
volume would extinguish a fire, which in this instance 
may be compared with the chemical results of the gal- 
vanic current, while the smaller stream would furnish a 
quantity of water insufficient for this purpose, though 
its capabilities in some other respects would be 
greater; as is the case with the farad ic and static 
currents. 



CHAPTER II. 

THE GALVANIC CURRENT. 

The galvanic or constant current, flows constantly in 
one direction, and is capable of producing with oer^ 
tainty and uniformity, chemical and nutrient changes 
in the tissues traversed by it. When a rod of zinc and 
a rod of carbon are immersed in a dilute solution of 
sulphuric acid, the zinc is attacked by the acid, hydro- 
gen is evolved, and sulphate of zinc is formed. If no w 
these two rods are made to touch each other above the 
surface of the solution, or are connected by means of a 
wire, hydrogen is given off from the surface of the 
carbon rod instead of from the zinc as before. This 
rushing of the hydrogen to the carbon or inactive 
element, is one manifestation of the effort at an equal- 
ization of the potentials of the two elements (rods) 
which are different, the result being the establishment 
of a flow of current which is called electricity. A 
comparative illustration will make this clear. If two 
tanks of water placed at a different level be connected 
by a tube, the water will flow from the higher to the 
lower, but nothing takes place until they are connect- 
ed. The flow will always be from the higher to the 
lower; so in the galvanic cell, the flow of the current 
will be constantly in one direction from the higher to 
the lower potential. 

Circulation of the Current of a Oalyanic Cell.— 



The current atarta from the zinc (positive) i 
where the chemical action takea place, passing through 
the intervening fluid to the carbon (negaiive) ele- 
ment, and out of the cell through this element as a 
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conducting medium, thence along a wire or other 
conductor, back to the zinc element, whence it 
started. Tiie current as it circulates inside of 
the cell, t. e., from the positive to the negative 
element is designated the internal circuit of the 
battery, and that circulating between these elements 
or the poles outside of the battery is the external cir- 



flntt. The point where the onrrent emerges from the 
oel), 1. e., at the carboo, though it is the negative ele- 
ment, is called the positive pole of the battery, and 
where the positive pole reenters tlie cell at the noo is 
the negative pole. Therefore the carbon, which is the 
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negative element in the cell, ia the positive pole of the 
battery, and the zinc which is the positive element is 
the negative pole. There need be no confusion od 
this point. 

Tarletles of Qalvaolc Celts.— It will be nnneces- 
sary to describe all the varieties of cells in a work 
of this kind, and the reader is referred to general 
works on electricity for information of this char- 
acter. The principal cells in general use to-day are 
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some one of the forms of Leclanch6 cell, and the 
red acid (Grenet) cell. The Leclanch6 cell, which is 
the only reliable cell suitable for gynaecological pur- 
poses, consists of a glass jar half filled with a satu- 
rated solution of muriate of ammonia (sal ammoniac, 
which should be pure), in which is placed a rod of 
zinc and a porous cup containing gas carbon, and di- 
oxide of manganese to retard polarization. The ele- 
ments are constantly immersed in the liquid, but no 
action takes place until the circuit is closed between 
the zinc and carbon elements outside of the cell. It 
contains no acid and gives off no unpleasant odor. 
It is neat and comparatively inexpensive, and will 
resist the most intense cold without freezing. If the 
construction of the cell is perfect and the materials 
used are the best, it will be constant, lasting, and eco- 
nomical, the first cost being the only expense attached 
to its use for a year or two. 

Cabinet batteries are now constructed of some one 
of the forms of Leclanch6 cell. Of the numerous 
forms of this cell, the Axo manufactured by the Le- 
clanch6 Battery Co., of New York, is the best. It 
furnishes an electro-motive force of 1.6 volts, which 
is unusually high, has a constant and low internal re- 
sistance, and is closed to prevent evaporation. Its 
internal resistance increases very slowly under action; 
in other words, its power diminishes (it polarizes) very 
slowly, and it recuperates (depolarizes) very rapidly 
when at rest. A battery composed of these cells may 
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be used constantly for office woi^ for at least one 
year without roiguiriag any atteDtion, if care is taken 
to prevent possible short circaiting, by having the 
switches always turned off, and the conducting oords 




removed when it is not in ose. The zinc when consumed 
may be renewed as well as the solution when ex- 
hausted; but it is not economy to renew the porous 
cup contents. When the cells become completely 
exhausted, their power may be restored by cleaning 
the surface of the porous cups and immersing them in 
boiling water to remove the hard crystals which form, 
then placing them one side for several weeks to dry 
out thoroughly. With the addition of new zincs and 
fresh solution they may be thus rendered almost equal 
to new'cells. 



In this conuection a modification of ihe LeoUnoh4 
cell, the Double Cylinder Law cell, manufactured by 
the Law Telephone Co., of New York should be men- 
tioned. In this cell the aolulioo and zinc are the 




same as in the other, but the negative element con- 
siRta of two cylinders of gas carbon arranged bo as to 
expose a large surfaae to the solution, which reduces 
the internal resistance, and is supposed to do away 
with the necessiLy of using a depolarizing agent like 
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the dioxide of manganese in the other cell. The 
top is securely fastened in position, with a mbber 
band intervening between it and the month of the 
jar, which effectually prevents evaporation or spilling 
the solution. The makers claim for it an electro- 
motive force of 1.5 volts, which is a little high. The 
average is really a little below this figare. Its cost 
is double that of the other cell. 

The £dison-Lalande cell, made by the Edison Manu- 
facturing Co. of this city, is a form of cell recently 
introduced for medical use. The elements are zinc 
and black oxide of copper (CuO). The exciting fluid 
is a solution of caustic potash. The cell gives an elec- 
tro-motive force of .7 of a volt and has an internal 
resistance of only .025 of an ohm. On account of the 
low electro-motive force, twice the number of cells 
are required for doing the same work as the Leclanch^ 
cell. The capacity of the type (C) used for medical 
purposes is 50 ampere hours. The manufacturers claim 
that the current is practically constant during the life- 
time of the cell. When the cell is exhausted the cost 
of renewing the elements and fluid is comparatively 
insignificant, and the cell is as good as new. The 
original cost is a little more than the Leclanch^ cell, 
and as two are required to do the same work, the cost 
of a battery composed of these cells is more than 
double. 

Portable batteries are usually supplied with the r-ed 
acid (Grenet) cells, which are considered convenient 
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for transportation from house to house. They are 
not entirely satisfactory on account of the destructive 
nature of the fluid, which spills out unless handled 
with extreme care. The cells consist of small glass 
or hard rubber cups containing a dilute solution of 
sulphuric acid (1 part sulphuric acid and 16- parts 
water, to which is added finely powdered bichromate 
of potash 2 parts, and bisulphate of mercury 15 
grains). The elements are plates of zinc and gas car- 
bon of equal size, which are immersed in the fluid 
when in use, and removed immediately afterwards. 
The strength of a battery of this kind deteriorates 
very rapidly under constant use, but the strength can 
be brought up again by renewing the fluid. The 
surface of the zincs should be kept clean and amalga- 
mated.* When working with this form of battery, 
the meter should be kept constantly under observa- 
tion, as it will often take a minute or two to reach the 
maximum strength of current from a given number 
of cells, owing to the deposit which forms on the sur- 
face of the zinc, when not in use, preventing imme- 
diate action; and when the maximum is reached, 



*To amalgamate the zincs, immerse them in a dilute solution 
of sulphuric acid to cleanse the surface, then rub them over 
with metallic mercury; or immerse them for a short time in a 
solution of bisulphate of mercury to which a little acid is 
added, then rub them off. Be careful to prevent the screw 
attachment on top of the zinc from coming in contact with 
the acid solution. 
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tlu^ Ktrcngth of the current will often diminish 
rapidly, because of the deterioration in the quality 
of the fluid under use. The needle of the meter 
will deflect slowly at first, then suddenly showing 
a rapid increase in the strength of the current, and 
later it may drop back slowly to a point which might 
be insufficient to meet the requirements of the case 
in hand. This unevenness of the current is very un- 
pleasant to the patient besides being unsatisfactory 
in its effect. It is, however, the most reliable portable 
battery for furnishing the strong currents sometimes 
necessary for gyn [ecological work, and if properly 
constructed with hydrostat for sealing the cups when 
not in use, one of the most objectionable features is 
overcome. It should never be used without a rheo- 
stat for regulating the current, as the sudden increase 
of the current when turned on, a cell at a time, is 
most objectionable in this form of battery, because 
the electro-motive force of the cell is high. These 
objections have led some writers to declare that a 
battery composed of Leclanche cells is the only one 
suitable for therapeutic purposes. 

Qaiffe, of Paris, makes a very convenient and sat- 
isfactory portable battery of small cells, in which a 
solution of bisulphate of mercury is used for the acting 
fluid. The cells are constructed so as to avoid spill- 
ing the solution. A battery of sixty cells is not in- 
conveniently large. 

A very convenient form of the Leclanch^ cell for 



portable butteriee, la knowo ae the Moist Leolaiioh£ 
Dieque Battery, manufactured by J. C. Vetter & Co., 
of New York. This cell consiata of a vessel of zinc, 
instead of glass, varDished for protection on the outer 
surface, the inner surface being left free for action. 
The cjirbon disc in the oentre is surrounded by broken 
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xide of manganese i 
made of paper. The muriate of a 
a paste with water and plaster 
of paria ia placed between thia 
porous cup and the zinc walls i 
of the cell. The cup is sealed 
2 top to prevent evapora- 
tion, an aperture being left to I 
renew tlie moisture and allow 
he escape of gas, Thia ia 
very neat and convenient 
|. oell for portable batteries and I 

made in several sizes, but 
I it must not be expected to 
do as much constant work as 
the other form of Leclanchfi 
oell. The makers claim for 
in electro-motive force of 
i volts with an internal re- 
sistance of .54 ohms. Those ' 
tested were when fresh equal to ^^^^^^^^^^ 
the other form of Leclanchfi cell, 
but they were not so lasting. A portable faradio ap- 
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paratuR operated by these cells has proved very effi- 
cient. Of the various forms of so called dry cells 
this is probably the best. It can be placed in any 
position, even upside down without injury, as there 
is no fluid to spill or leak out. It is one-half the 
size and one-half the weight of the Leclanch6 celL 

The chloride of silver cell, though very suitable for 
portable batteries, is unsatisfactory for .gynsBCologi- 
cal work, being inconstant, and insufficient for elec- 
trolysis. It is ruined if short circuited and becomes 
rapidly exhausted if used through low resist- 
ances. Low resistances will exhaust any cell much 
sooner than high resistances, and for this reason 
all cells are not suitable for gynaecological work. 
The low resistances encountered in this class of work 
cause the chloride of silver cell to become polarized 
and it does not regain its energy. But for use upon 
the external surface of the body, where high resist- 
ances are encountered, and for operating a faradic 
coil, it has been found satisfactory, and if properly 
cared for it will last for some time. 

Where it is necessary to use a galvanic battery at 
the patient's house, it is better to have the patient 
hire or buy a red acid battery, unless the physician 
has one at his disposal for this purpose, and keep it 
there until the work is completed. 

Sources of Electrical Supply Other than the Galvanic 
Cell.-— Besides the battery of galvanic cells, the cur- 
rent may be obtained either from an individual dy- 
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namo-electric generator or from the electric-light 
main. The author has had no personal experience with 
either of these sources of electricity, and prefers the 
battery of galvanic cells on account of safety. With 
the others, especially the street main, there are tod 
many chances for dangerous shocks. According to 
the statements of those who have had experience with 
it, unbearable pain is produced by the use of the 
same strength of current that would give no incon- 
venience from a battery current. It is also claimed 
that it is too fluctuating for medical purposes. It 
would, however, prove useful for operating electric 
motors, for charging storage batteries, and for heat- 
ing cautery knives and electrodes. 

Within the past year Dr. Henry G. Piffard* has 
introduced an adapter for the Edison current, as ob- 
tained from the street, for which he claims perfect 
satisfaction and safety, having introduced upon the 
adapter in the circuit a lamp or safety governor, the 
fibre of which will burn out and cause a break in the 
circuit when a current strength of five hundred milli- 
amperes is reached. By this arrangement he thinks 
this current can be employed with perfect safety. 
As his work is mostly upon the external surface of 
the body (where the resistance is high), this state- 
ment might appear to be correct, though here a break 



*New York Medical Journal, June 7th, 1890, and June 
11th, 1891. 
8 
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in the circait, and consequent shock, would not be with- 
out pain or an element of considerable danger. For ex- 
ample, in order to produce a current of 500 milliam- 
peres through the resistance of the safety lamp, which 
is 240 ohms/ plus that of the human body, which is 
about 3,000 ohms, an electro-motive force of 1,620 
volts would be necessary, since by Ohm's Law the 
electro-motive force is equal to the current 500 
milliamperes, or half an ampere multiplied by the 
resistance, 3,240 ohms. (3,240 ohms x ,o ampere is 
equal to 1,620.0 volts.) The danger of such a cur- 
rent will be readily understood. For gynaecological 
work it is certainly not safe, and no one should take 
the chances of submitting the delicate structures 
sometimes included in the circuit to the shock from 
such a current. This adapter is described at length 
in the journal referred to, and is, perhaps, a step to- 
wards the future employment of the street cur- 
rent for medical purposes, which from the point 
of economy and convenience is a desideratum. But 
some safer adapter must be devised before it can be 
universally adopted. 

The medical dynamo is undoubtedly the more de- 
sirable of these extraneous sources of electricity. 
The one designed and recently recommended by Dr. 
Willington Adams, furnished by Reynders & Co., of 
this city, is probably the best of its kind. It is capa- 
ble of giving two currents, one having an electro- 
motive force of five volts and furnishing a possible 



strength of sixty amperes, which would be suitable 
for cautery and illuminating; tbu other has an elec- 
tro-motive force of two hundred volts, with a pos- 
sible strfngth of one ampere, suitable for therapeutic 




purposes. The one is identical with the current gen- 
erated by the cautery battery, while the other ie 
similar to a battery of cells arranged in series. The 
arrangement is such that both of these cnn-enta can 
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be utilized at the same time. The current for thera- 
peutic use is equivalent to that produced by a battery 
of one hundred and forty Leclanch6 cells. It has 
an automatic deyice for preventing the current from 
reaching a dangerous strength for the patient, or 
destroying a cautery knive. It is claimed for this 
machine that it will generate a perfectly steady and 
reliable current. It can be operated by an electric 
motor where the street main is at hand, or a gas 
engine, a water motor, or a one-horse power steam 
engine. It should run at a uniform speed of 1,800 
revolutions per minute. Such a machine possesses 
many advantages for a specialist in electricity, who 
has constant use for both kinds of currents which 
it furnishes, but for the general practitioner, and 
for gynsBcological work, a battery of cells is far 
more desirable. 

The current from a magneto-electric generator, 
which is strictly an alternating current, is derived 
from a permanent or an electro-magnet, by revolving 
in front of it an armature composed of a core of soft 
iron, wound around with insulated wire. Currents 
are formed by breaking the lines of magnetic force. 
For medical purposes this form of current is practic- 
ally obsolete, since the current is too unsteady as 
produced by the old machines where hand power was 
employed. The current may, however, be commu- 
tated by means of an automatic polarity changer, and 
made to flow in one direction when it possesses prop- 
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erties similar to the galvanic current, and is used for 
electric lighting, electro-plating, etc., being much 
cheaper than a battery current. It is practically this 
kind of current which • is produced by a medical 
dynamo, or which is obtained from an electric-light 
main. From what has been said it will be understood 
how it can be utilized for medical purposes. 

PROPERTIES, ACTION AND APPLICATION OP THE 

GALVANIC CURRENT. 

Electrolysis, or the Chemical Action of the Galyanic 
Current.— As has been noted, the galvanic current 
produces chemical changes in organic tissues sub- 
mitted to its influence, by which a separation into 
component elements is brought about. In other 
words, a physiological disturbance of the integrity of 
the structures is induced by the passage of the 
current. This phenomenon is termed electrolysis. 
Strictly speaking electrolysis is the separation (decom- 
position) into component parts of a compound body 
in solution by a galvanic current. It will be under- 
stood, therefore, that this process is possible in human 
tissues because the elements are in a fluid state, and 
unless this was true, chemical disintegration would 
not take place. While these changes occur to a cer- 
tain extent in all the structures included within the 
sphere through which the current is diffused in its 
passage from one pole to the other, the action is 
more marked in the vicinity of the poles. 



— 38 — 

When animal tissue is submitted directly to the 
action of the current, oxygen and chlorine are liber- 
ated at the positive pole and hydrogen at the nega- 
tive, by decomposition of the fluid elements of the 
tissues; acids collect at the positive pole, and alkalies 
at the negative. The changes resulting from this 
decomposition are, of course, very different at the 
two poles. The mineral acids (sulphuric, nitric, phos- 
phoric and hydrochloric) with the chlorine set free 
in the immediate vicinity of the positive pole pro- 
duce an action similar to an acid caustic, and there is 
coagulation of albuminous substances with blanching 
of the tissues. The result is an increased hardness 
and density of the surrounding structures, which be- 
come dry. The action produced at the negative pole 
is that of a caustic alkali, and is due chiefly to the 
concentration there of hydrate of soda, potash, lime 
and ammonia evolved from the tissues. The mechan- 
ical effect of the liberated hydrogen is likewise ac- 
countable for some of the effect observed at this pole. 
An electrical osmosis is set up in the direction of the 
current from the positive pole to the negative pole, 
in consequence of which the fluid elements of the 
tissues are driven to the negative pole and depletion 
takes place at the positive. This accounts for the 
liquefying effect of the negative pole and the blanch- 
ing, hardening, and drying effect at the positive pole. 

In speaking of the caustic action of the current, it 
must be understood that it is produced only at the 
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point of contact of the poles with the tissues when 
bare or unprotected electrodes are employed, and 
that it is in proportion to the strength of the current 
and the duration of its continuance; also that the 
penetration of this action is controlled in the same 
manner. The effect upon the tissues in the immediate 
vicinity of the poles when protected electrodes are 
employed is not caustic, but is the result of the pecu- 
liar chemical exchange referred to above. The ac- 
tion of the current is to be divided into localy polar 
and interpolar. The local action is generally caustic 
with high intensities of current, but is not caustic 
with a moderate strength of the current. The non* 
caustic polar action is that in the immediate vicinity 
of the poles, and may be concentrated by limiting 
the area of diffusion in favor of either pole, or increas- 
ing the density of the current so as to render the one 
or the other effect more pronounced. In this way a 
distinct active pole is created, whereby either a neg- 
ative or positive electrolytic effect predominates* 
The interpolar action sets up nutritive changes, the 
exact nature of which is, as yet, unknown. 

Some writers designate the local disintegrating ac- 
tion of the poles electrolysis, and the interpolar effect 
of the current, catalysis. This division is convenient, 
though sometimes confusing. . Upon this point Amory 
observes, '^Catalysis may mean anything, and is 
generally used by a writer to express some immaterial 
or mysterious agency which he himself cannot de- 
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scribe. On this account, though used by many writ- 
ers as expressing an agency which is familiar to the 
person using the word, it should not be used in a 
common sense, because this use tends to mislead the 
reader." 

Therapeutic Properties of the Galyanic Current. — 

The therapeutic properties of this current are those 
due to its interpolar action and those due to its polar 
action. The interpolar effect is probably the result 
of nutritive and circulatory changes chiefly, but the 
polar action is of a more pronounced character, and 
is that upon which we depend mostly for the benefits 
to be derived from its use. The changes attributable 
to the polar action are increase or decrease in the 
capillary circulation depending upon the predom- 
inance of the influence exerted by that pole which is 
made the most active, and the consequent changes 
of nutrition which would be expected therefrom. It 
is known that this current has always one direction, 
from the positive to the negative, and it is to be 
expected that a direct effect upon the circulation can 
be induced by its proper application. 

Aside from this the nervous system is subservient 
to the galvanic current. When a nerve is subjected 
to the influence of the negative pole, its excitability 
is increased (catelectrotonus) and when subjected to 
the influence of the positive pole, its excitability 
is diminished (anelectrotonus). This may be ac- 
counted for by the discovery of Humbolt that con- 
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tact with an alkaline solution increased the excita- 
bility of a nerve, and that it was diminished by con- 
tact with an acid solution. It is an accepted fact that 
the negative pole will irritate a hypersesthetic con- 
dition of a nerve track, while the positive will soothe. 
There is as marked a difference in the therapeutic 
properties of the two poles, as the contrast in the 
chemical result would lead us to anticipate. In a 
general way, the positive is known as the coagulating 
pole and the negative is the liquefying, or dissolving 
pole, and that which promotes absorption. In refer- 
ring to the polar and interpolar action, it must be 
understood that in gynaecology the local action is 
that which takes place at the contact of a bare 
electrode with the tissues, as where puncture is re- 
sorted to, or where it is applied directly to a mucous 
surface, like the interior of the uterus, with an 
exposed metallic or carbon surface, and that the polar 
action includes that in the vicinity of the poles be- 
neath the surface of contact, while the interpolar 
action is that influence exerted bv the current at a 
greater distance from the active pole, and between 
the two. According to this division then, the effect 
of the immediate polar action of the positive pole may 
be said to be anodyne^ sedative^ anti-congestive^ den/u- 
tritive and anti-hasmarrhagic or hcemostatic. It re- 
lieves congestion and the pain depending upon it. In 
its local action the effect is only styptic, with a mod- 
erate strength of current, and it is a chemical hasmo- 
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Klatic caustic with a greater strength of current. 
The eschar resulting from the caustic action is firniy 
dense, dry and retractile. 

The polar action of the negative pole is stimulating^ 
congestive^ derivative and aUerativey favoring absorp- 
tion by liquefying the tissues. In its local action it 
produces a softening and dissolving effect with a mod- 
erate current strength and bare electrode. It has, 
however, a decided caustic action with a much lower 
strength of current than the other pole. Both 
poles, then, have a marked caustic action which differ 
according to their chemical attributes. They are des- 
ignated and distinguished by Apostoli as ^^positive 
chemical galv a no-caustic, and negative chemical gal- 
vano-caustic,^^ Distinction must be made between the 
chemical caustic action of the galvanic current and 
what is usually termed galvano-cautery, which is really 
produced by the actual cautery of a heated platinum 
wire or the same formed into a knife; an electric cur- 
rent of great quantity obtained by a peculiar arrange- 
ment of battery described elsewhere, being employed 
for the purpose of heating the wire. 

The changes attributable to the polar action are due 
to two things, (1) the changes in the circulation differ- 
ing with the pole, (2) the fluidifying effect due to the 
mechanical transference of fluids to the negative pole, 
producing at the same time, of course, a correspond- 
ing depletion with drying effect at the positive. 

Undoubtedly an electrolytic action is induced 
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throughout the interpolar sphere, and its influence is 
by no means unimportant, though obscured by the 
more pronounced character of the effect produced 
nearer the active pole. As evidence of the direct 
therapeutic value of this interpolar influence, consider 
the beneficial effect produced upon the pelvic organs 
l^y passing the current through from the supra-pubic 
region to the sacrum, both poles being external; and, 
also, the marked relief afforded in certain chronic 
joint affections by passing a strong galvanic through 
from one side to the other. 

Application of the GalYanic Current. —No absolute 
theory of the application of the galvanic current can 
be constructed, mainly because of the difficulty in 
the way of an absolutely accurate diagnosis of the 
definite morbid exchanges in each individual condi- 
tion. Nevertheless certain rules may be formulated 
as a guide for its application which are sufficient for 
practical purposes. It is certain that the current 
flow is from the positive to the negative pole and 
that the fluids of the body are conveyed with the 
current, hence if it is desired to increase the conges- 
tion of a part, the negative would be the active pole, 
and on the contrary, if it is desired to diminish con- 
gestion, the positive should be the active pole. 
The chemical changed described above undoubtedly 
form an important part of the galvanic action, and 
deserve special consideration in the application of 
the current for therapeutic purposes, inasmuch as they 
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differ n 
active. 

An active pole is created by coiicentrating the cur- 
rent to a limited area at one pole and diffusing it at 
the other. When the current is ooneoiilrated tt is said 
to. be dense, and it exerts more action than when 
Hpread out or diffused over a large area; just as 





water forced througii a small tube has more force 
than when the same presaure compels it to pass 
larger tube; a point made use of frequent- 
ly in the treatment of pelvic deposits and tumors. 
Therefore bear in mind the fact in applying the 
current, that the active pole is to be placed invari- 
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ably, as nearly as possible, directly in contact with 
the diseased structures to be submitted to its influ- 
ence, and the external or dispersing pole is to be 
placed so as to. include them directly between the two 
poles. The location of the inactive pole must obvi- 
ously be variable and may be placed upon the abdo- 
men, over the sacrum or the lumbar region as best 
suited for this purpose. The diffusion of the current 




Fig. 11.— Showing Incorkect Position of Elbctbodbs, thb Tumor T 
BBiNG Excluded from thb Influxnce of thb Current. 

at the inactive pole is important, not only to bring 
within the range of the current a tumor or other 
morbid structure, the size of which exceeds the sur- 
face included in the contact of the active pole,' so as 
to comprise the whole or nearly all of a large tumor 
(see figure 10), but also to render a current of suf- 
ficient strength easily tolerated by the integument. 
It may be as well here to explain that th« resist- 
ances encountered in gynaecological work are much 
less than in ordinary applications upon the external 
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surface of the body where both poles are applied to 
the skin and the size of the electrode is often limited 
on account of the location, because of the fact that a 
very large external electrode can be employed upon 
the skin surface, and because the mucous surface of 
the vagina, as well as the interior of the uterus, 
offers very little resistance to the penetration of the 
current. This makes it clear why it is possible to 
obtain such apparently enormous intensities of cur- 
rent from a battery with no greater number of cells 
than is required for ordinary general applications. 
It must be borne in mind also that the poles are fre- 
quently quite near to each other in gynaecological 
applications, which still farther diminishes the resist- 
ance. 

By splitting the current up and sending it in dif- 
ferent directions from one pole to the other, each 
route bears an exact numerical relation to the other 
in the intensity of the current it conveys, provided 
the resistances encountered by tlie different routes 
are the same; just as in the case of several pipes of 
the same size leading from the same reservoir, if the 
inclination is the same, will convey an equal volume 
of water. That is to say two wires, leading from 
one pole, will each convey to the point of contact 
exactly the same volume of current, the total of which 
would be the same as would be conducted by one 
wire, or each will carry just one half of the current. 
This can be demonstrated by placing a milliampere 
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meter in both routes at the same time. As will be 
seen in the treatment of tumors this is m^de useful 
in various ways. For instance, when' a tumor is so 
located, or is so large as not to be included when the 
current is passed from the vagina to the abdomen, 
or the surface of the integument is too sensitive to 
bear one electrode, a bifurcated cord is used from one 
pole of the battery and two external electrodes are 
used at the same time, one on the abdomen and the 
other on the back. Again in puncturing a tumor, 
when a one hundred milliampere current would be 
too painful to be endured from one needle, five are 
used and the current split up, or diluted, so as to 
make each needle convey only, twenty milliamperes, 
which could be readily borne if the needles are not 
inserted too near each other. 

In addition to the action beneath the surface of 
contact in the vicinity of the active electrode, there 
is a distinct local action at the point of contact which 
is intensified or rendered more pronounced by using 
a bare metallic or carbon electrode. This local ac- 
tion is avoided by covering the electrode with some 
material like wet absorbent cotton or moistened 
clay. The local action of both poles is decidedly 
caustic with a current strength of fifty milliam- 
peres when continued for five minutes or more; 
the positive pole producing an acid caustic, and 
the negative an alkaline caustic effect. The sever- 
ity of this caustic effect and the extent of its pene- 
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trail on is varied by the strength and relative dens- 
ity of the current and the duration of its contin- 
uance. Hence, an electrode with a limited surface 
of contact, by increasing the density of the current, 
allows a greater degree of cauterisation than one of 
larger surface with the same strength of current, 
which is a point to be seriously considered in making 
applications to the uterine canal. It may be well to 
repeat here that with a moderate strength of current 
and bare electrode used for a short time, the local 
action is not caustic with either pole, but is simply 
styptic and astringent with the positive pole at thirty 
milliamperes or less, and with the negative at twenty 
milliamperes or less, it is only liquefying, softening, 
and dissolving or relaxing. 

It will be seen that in consequence of the variety 
of its action this agent is applicable in many path- 
ological conditions of the pelvic organs; for instance, 
it can be employed for influencing the blood supply 
to the uterus or surrounding structures by making 
the active pole negative, and it is thus useful in 
amenorrhoea, and for stimulating nutrient changes 
and a sluggish circulation; and by making the active 
pole positive the blood supply is diminished — pain- 
ful conditions and congestion are relieved. By 
utilizing the chemical action in the vicinity of the 
poles, haemorrhage is controlled and chronic inflam- 
matory action in and around the uterus is imme- 
diately benefitted by the positive pole, while the neg- 
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atiye exerts a liquefying effect upon exudations and 
promotes absorption. The local caustic action of 
the two poles may be utilized in many ways; that of 
the positive for controlling hsemorrhages from the 
uterine cavity and for the cure of endometritis when 
associated with a profuse discharge of mucous secre- 
tion; the negative caustic being applicable in condi- 
tions like sclerosis, and where the discharge is puru- 
lent or muco-purulent. The softening and dissolving 
action of the negative pole with a moderate current 
strength will be found useful in overcoming sten- 
osis and obstructions in the cervical canal, and for 
softening and relaxing the indurated angle of a 
flexed uterus, also in atonic conditions of the uterus 
and its lining membrane; while the styptic, astringent 
action of the positive with a moderate strength of the 
current is useful in mild cases of catarrhal endome- 
tritis. 

Dr. ]iiVilliam J. Morton, of this city has recently 
advanced a theory "^ which he hopes may serve as a 
guide to electro-therapeutic administrations. Assum- 
ing the natural chemical exchanges which take place 
in human bodies in health and disease, and the ac- 
cepted fact that these exchanges produce currents of 
electricity, as well as heat. Dr. Morton suggests that 



*In a paper read before the first annual meeting of the 
American Electro-therapeutic Association, of which he is now 
president. 
4 
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the physiciaii'H applied current shall becaased to flour 
either in tlie same direction or contrary to the natural 
animal current of the disease. If, as is supposed, the 
animal current is due to the chemical nutritional 
processes which underlie the disease, he claims that a 
current opj)osed to thivS first current would oppose the 
malnutrition which produced it, whereas a current 
in the same direction would increase the malnutrition 
or perverted chemical exchanges. This is the simple 
fundamental proposition which, so far as the effect of 
current upon current is concerned, may be demon- 
strated by a simple laboratory experiment with ordi- " 
nary voltaic cells. 

The theory involves two important data, first, an 
intimate knowledge of pathological processes, and 
second, a knowledge of tlie direction of the current 
set up by the diseased process. 

As to the first of these data or guides, Dr. Morton 
suggests that until some other clearer pathological 
basis is utilizable, it may be assumed that disease is a 
perversion of metabolic exchanges, and that in a given 
pathological process the metabolic exchanges are 
either over active or under active. Granting this 
pathological view, it is an electro-physical fact that 
the positive pole or direction of current will increase 
over active metabolism while the negative will arrest 
the same. 

On the other hand, if the chemical exchanges Which 
constitute the perverted metabolism are under active. 
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the positive pole or current would excite the under 
active processes, while the negative pole would still 
further add to the under activity. 

In short, in over activity the negative pole palliates 
or cures, while in under activity the positive pole pal- 
liates or cures. 

As to the second of the data given, that of the di- 
rection of the natural animal current, this is easily 
determined by the aid of a delicate galvanometer and 
the non-polarizable electrodes of Dubois-Reymond. 
Dr. Morton is now making further tests to determine 
the electric polarity of given diseases. Having as- 
certained this polarity he applies a counter or a simi- 
lar current as the case demands. He does not, as yet, 
advance these ideas as constituting a fixed procedure, 
but merely as suggestive of the possibility of attaining 
such an end, and thus arriving at a greater degree of 
certainty in electro-therapeutics than is now prac- 
ticed. 

It will be noted that the theory is founded upon a 
purely ehemical basis of disease and therefore does 
not call in question the accepted fact that the posi- 
tive pole is sedative to nerve irritability while the 
negative pole is stimulating. This is a physiological 
reaction which Dr. Morton reconciles to his theory by 
arguments which are beyond the scope of this brief 
resume. 

The theory has its obvious applications both to 
chemical galvano-caustic and galyano-puncture oper- 
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ations as well as to the ordinary percutaneous ad- 
ministrations, and if it proves to be well founded, 
will prove to be a most important guide in making a 
choice between a positive or a negative pole. 

We have not yet referred to the germicidal and 
antiseptic action of the current which is of great im- 
port. The researches of Apostoli and Laguerrier 
have proven beyond dispute that the galvanic current 
possesses this quality in a marked degree, but that 
this action is exerted only in the vicinity of the posi- 
tive pole with a current strength of more than fifty 
milliamperes, and that it is independent of the ther- 
mal influence, depending solely upon the influence 
exerted by the presence of the oxygen and chlorine 
liberated there. The conclusions deduced from their 
experiments are, that a continuous current flow of 60 
to 300 milliamperes sui geyieris has no germicidal 
action, but the positive polar action is positively ger- 
micidal with a current strength of from 100 to 160 
milliamperes employed for a period of five minutes 
or more. Their experiments with pus and staphylo- 
coccus demonstrated that the oxygen liberated at the 
positive pole is the active destructive agent. Apos- 
toli formulates the conclusion that, "-4 small electric 
dose, applied even for a long time, never produces 
upon living organized tissues the same effect as a 
larger dose applied for a short time^ This is an im- 
portant point, and is a direct refutation of the claims 
of certain timid operators, who have proclaimed in 
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favor of small doses continued for a longer time as 
being safer and equally beneficial for all conditions. 
In this connection it may be well t-o mention the 
cataphoretic action of electricity or anodal diffusion^ 
as it has been termed by Dr. Frederick Peterson, and 
its therapeutic value. By these terms it is intended 
to designate the power of a galvanic current to carry 
along with it, in flowing from the positive to the 
negative pole, through a membrane or the skin, many 
drugs in solution. In this manner anaesthesia may be 
produced with solutions of cocaine, morphia, aconite, 
or chloroform, and other drugs may be introduced 
into the circulation for medication of local lesions, 
such as tumors, rheumatic gout, and other swellings. 
Recently Dr. Hunter McGuire has employed tincture 
of iodine by means of a vaginal electrode for its ef- 
fect upon fibroid tissue in the pelvis, and has reported 
some success. He employs an electrode especially 
constructed for holding the iodine and uses only ten 
milliamperes of current for ten or twenty minutes 
at each sitting. Acting upon this suggestion, the 
author has employed a solution of ergot in the same 
manner, but as yet sufiicient time has not elapsed to 
form any conclusion as to the result to be obtained. 
For two years or more he has used cocaine in this 
manner for certain deep-seated pain in the pelvis, 
with marked benefit. These points are mentioned 
only to suggest further experimentation in this di- 
rection, which it is to be hoped will be productive of 
practical results. 
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Most experimenters in this direction have employed 
the drug only upon the positive pole, but Dr. W. J. 
Morton, in a contribution upon this subject, advocates 
placing the solution on both poles, which removes 
the doubt and uncertainty of the question as to which 
pole would be the most appropriate for any certain 
agent, as raised by some writers, and positively se- 
cures the effect desired. He states that some sub- 
stances travel only from the negative to the positive 
pole, as for instance bromide of barium. Dr. Mor- 
ton has also described a new method of cataphoresis 
which consists in rendering the part to be treated, 
where practicable,bloodle8s, by means of an Esmarch's 
bandage or rubber rings of various sizes. By means 
of this anaemic method the medicine employed, or 
some electrolytic modification of it, coming into 
direct contact with the affected tissue, is not immed- 
iately washed away by the blood stream. The method 
is especially applicable to the treatment of rheumatic 
and gouty joints by lithium or other salts; and 
wherever applicable, reduces cataphoric medication 
to a more exact and a more efficacious procedure.* 

Gautierf of Paris has recently furnished a prac- 
tical contribution upon electro-chemical treatment in 



*New York Medical Journal, April 25, 1891. 

fRevue Internationale d'&ectrotherapie for June, 1891— a 
translation of which is to be found in the Archives of Gynae- 
cology, etc., for August 1891 ^ 
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another direction. He has demonstrated the fact 
that a solution of iodide of potassium applied upon 
the electrode, increases the germicidal action of the 
poles, which fact he has taken advantage of and 
applied successfully in the treatment of certain ulcer- 
ative processes such as venereal ulcers, lupus, and 
also for. keloid growths, cysts, hydrocele, etc. He has 
employed it extensively in the treatment of ulcera- 
tion of the cervix, catarrhal and purulent endometri- 
tis, salpingitis, and for specific urethritis in the 
female with marked success. 

In the decomposition of the iodide of potassiuni 
by the current, oxygen and iodine are liberated at 
the positive pole, and hydrogen and potassium go 
to the negative. The germicidal polar action is thuis 
increased with a moderate strength of current. 

He uses a platinum sound or applicator wrapped 
with a light layer of absorbent cotton which is dipped 
in a solution of iodide of potassium (one to ten). 
In urethritis he connects this with the positive pole 
and employs^an intensity of twenty-five milliamperes 
for ten minutes. In the cervical canal he uses the 
negative pole with fifty milliamperes of current for 
the same length of time. His results have been ex- 
cellent. The author can attest the value of this treat- 
ment in ulcerations of the cervix and in endometritis. 
For the purpose he has had constructed a flat plati- 
num applicator which can be attached to the univer- 
sal handle shown in fig. 45 in the chapter on appar- 
atus. 



CHAPTER III. 

THE FARADIC CURRENT. 

Two factors are involved in the production of the 
faradic current (sometimes called the induced or in- 
terrupted current): (1), The battery current from 
the generating cell, and (2), a magnetic influence ex- 
erted by a temporary magnet within the coil (helix) 
in the form of a bundle of soft iron rods (the core), 
which is converted into an electric-magnet when the 
current circulates in the coil of wire surrounding it. 
It is customary to speak of two currents in connec- 
tion with the faradic apparatus, the primary and sec- 
ondary, though the latter is the one mostly employed, 
the primary being seldom used.* It is necessary, 
however, to understand both, and how they are pro- 
duced. 

The primary current is derived from the helix 
or coil which immediately surrounds the core or 
bundle of iron rods in the primary coil. The cur- 
rent from the generating cell starts from the positive 
pole of the cell, passes through the attachment 
called the interrupter (vibrator or current breaker), 
thence through the coil immediately surrounding 
the core, and back to the negative pole of the cell. 



* Dr. Massey prefers the primary current for many purposes^ 
and claims good effect from it in certain soft myomas in pro> 
ducing contraction of the growth. 
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The interrupter is essential, for without it the current 
would be inappreciable and would have no effect. 
It is an automatic device, the interruptions being 
produced in the following manner, viz.: the ham- 
mer on a level with and near the end of the core, is 
attached to a spring resting upon a point which com- 
pletes the circuit through the coil surrounding the 
core when it is at rest. As soon as the current is 
started from the generating cell, it immediately cir- 
culates in this coil, magnetising the core, the ham- 
mer is attracted towards the core by its magnetic 
influence, the circuit is broken at the point upon 
which the spring rests, the current ceases to flow 
through the coil, and the core loses its magnetic in- 
fluence allowing the hammer to drop back into posi- 
tion, when the circuit is again completed and the 
same thing is repeated. 

Primary Current.— It must not be supposed that 
the primary current as derived from the battery for 
use upon the patient comes directly from the gener- 
ating cell, or that it may be utilized as a galvanic 
current. It is true that the battery current from the 
generating cell is a galvanic current, being derived 
from a galvanic cell, but its electro-motive force is 
to© feeble for any appreciable action through the 
resistances of the human body, independent of the 
inductive influence of the core. The electro-motive 
force of one cell is, of course, insufficient to overcome 
the resistance of the human body, which is much 
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greater than the resistance offered by the coil; hence 
the current circulates by preference through the coil. 
To illustrate this, connect the two binding posts of 
the battery by means of a short wire which offers 
less resistance than the coil, then start the current 
from the cell. The vibrator will not move, showing 
that the current has taken the course of least resist- 
ance, instead of passing through the coil. (The ordi- 
nary conducting cord will not do for this experiment, 
but a short piece of stout copper wire should be used. 
The ordinary rbeophore or conducting cord com- 
posed of several strands of very fine copper wire offers 
more resistance than most primary coils.) If on the 
contrary, a greater resistance, like the human tissues, 
be interposed in the circuit between the primary 
binding posts, the course of the current from the 
generating cell will be through the coil, which offers 
less resistance. 

It is, therefore, an induced current, produced by 
the magnetized iron core, which circulates through 
the electrodes and the patient between the primary 
binding posts, when the circuit is broken at the 
vibrator. It is, then, only when the circuit is broken 
that the influence is transferred through the primary 
binding posts of the battery, and thence through Jhe 
conducting cords to the electrodes and the patient. 
At the moment of contact of the vibrator spring, or 
when the circuit is made, the current circulates in 
the coil, and when it is broken, the extra or induced 



current diBcfaarges throngfa the primary binding posts. 
The discharge of this extra or induced current, through 
this aveoae which has been afforded for its escape, 
constitntea the primary current. This same extra or 
indaoed current may be transferred to another coil 
Burrounding the primary, and is then known as the 
secondary current. 




1 to the primary 



Fig. IB. 
Aa ieen In the cut. the primary coll is ta] 
bindlns poata. and lince an eleelric current alnaya lakes the course 
ol the least realslance, It nllt circulate by preference through the 
coil when a realBtouce greater thsu that of the coll is placed between 
the blading posts marked P. But if these blading poets be coanected 
by a short wire ofterlng leas realstaoce tbaa the coil, the current will 
pass tlirough that route lasl«ad ot through the coll, and the ilbrator will 



The Secoudarr Current.— The secondary current is 
derived from another coil of wire wliolly unconnected 
with either the other (primary) coil or the generating 
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cell, but which surrounds the primary coil, whence it 
receives its inductive influence. This can- be more 
readily appreciated by examining a faradic apparatus 
of the Dubois-Reymond pattern, where the secondary 
coil slides over the primary instead of being station- 
ary, as in the cheaper forms of battery. If the 
battery is started and the secondary coil is completely 
removed, though having the conducting cords 
attached, no current will be felt ; but move the 
secondary up to and over the primary and it will be 
found that a current is induced in the secondary coil, 
which becomes intensified in proportion the extent to 
which it is pushed over the primary or exposed to its 
influence, the current being induced only in that por- 
tion of the coil which covers the primary. 

Faradic Apparatus.— This brings us to the considera- 
tion of special forms of the faradic apparatus, or 
rather special arrangements of coils. The best form 
of apparatus, and the one generally used now, par- 
ticularly for gynaecological work, is that referred to 
above as the Dubois-Reymond with the secondary 
coil movable. The best and most useful forms of 
this pattern have two, and some three or more^ 
secondary coils of different sizes and length of wire. 

The faradic apparatus employed by Apostoli (made 
by Gaiffe, of Paris) is supplied with two secondary 
coils — one of coarse wire and the other of fine wire. 
According to de Watteville the construction is as fol- 
lows, viz.: the inducting coil (primary) is composed of 
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wire 0.7 mm. in diameter, 25 metres long ; the second- 
ary coarse wire is 0.7 mm. in diameter, (number 
21 of the American gauge) 75 metres long; the sec- 
ondary fine wire is 0.175 mm. in diameter (No. 33), 
450 meters (about 500 yards) long. This is operated 
by two bisulphate of mercury cells, similar to those 
used in Gaiffe's pocket battery, with which many are 
familiar. This makes it serviceable as a portable 
battery. It has binding posts or slots for attaching 
it to a stationary battery or cells so that it may be 
employed for office work, and can be operated by one 
or more Leclanch^ cells, if desired. This battery 
has proved very serviceable for many purposes. It 
has not, however, been sufficient for all purposes in 
gynaecological work, and the author was led to suggest 
some improvements in a paper presented at the recent 
meeting of the American Electro-therapeutic Asso- 
ciation. 

The battery introduced by Engleraan a few years 
ago was a decided advance towards the perfection of 
the faradic apparatus. It is fashioned after one of 
French origin, described in de Watteville's work, and 
has three secondary coils. The coarse wire is composed 
of No. 16 wire* (1.4 mm.) about 75 yards (66 metres) 
long; the intermediate coil is composed of No. 21 wire 
(0.7 mm.) about 225 yards (198 metres) long ; and 
the fine wire coil is of No. 31 wire (0.225 mm.) about 



♦Brown & Sharpens American guage. 
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660 yards (600 metres) long.* Although to be 
regarded, as by far, superior to any other apparatus 
of the kind made in this country, it has proved 
inadequate for many purposes in gynaecological 
work, in that the finest coil is not sufficiently sedative 
for some very sensitive conditions which we meet. 
The suggested improvement referred to above is as 
follows, viz.: that the coarse wire coil and inter- 
mediate be retained as they now exist, and in place 
of the. finest coil, which is made of No. 32 wire, about 
660 yards long, a coil is to be wound with 800 yards 
of No, 32 or No. 34 wire tapped at 500 yards, making 
three lengths upon one spool, viz., one of 300 yards, 
another of 500 yards, and the total length 800 
yards. In addition, it was proposed to have another 
spool or coil upon which is wound 1,500 yards of No. 
86 wire, which is tapped at 1,000 yards, thus giving 
upon the same spool three coils of different lengths 
of wire — one of 500 yards, another of 1,000 yards, 
and another of 1,500 yards, the total length. By this 
arrangement, the most sensitive conditions may be 
brought under the therapeutic influence of this cur- 
rent, such conditions that would not permit its use 
from other coils, f 



* The size of the wire according to the American guage are 
as they are used in the Engleman battery made by the Waite 
& Bartlett Manufacturing Co., and may not correspond exactly 
with the measure in millimetres as given. 

f This arrangement of coils is under consideration by a 
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In the author's experience this arrangement has 
been most satisfactory, it affords a variation in the 
current which gives it a wide range of usefulness in 
diseases of the pelvic organs. The longest coil of 
finest wire gives a current very grateful and sooth- 
ing to many acutely sensitive and inflamed con- 
ditions which could not endure the current from a 
shorter coil even of the same size wire. After awhile, 
however, so much improvement is brought about that 
it will cease to be of benefit and a more stimuktting 
current from a shorter wire will be necessary, and can 
then be employed with advantage, though previously 
it would have been irritating. For this reason thie 
long coil has been split up into different lengths, and 
it will be found to be much more convenient than 
changing the spool every time it is desired to change 
the current. Often times after usiiig the extreme 
length of coil, it will be best to use a shorter length 
at the same sitting, in order to secure the desired 
degree of sedation. In other words, the object is to 
produce complete relaxation and insensitiveness, and 
commencing, in very sensitive conditions, with the 
longest length of wire, a shorter length of the same 
size is used as soon as the parts have become suf- 
ficiently accustomed to the current to permit it; and 
it was to facilitate the application that the differ- 



committee appointed by the American Electro-therapeutic 
Association, who are to test its merits and report at the next 
meeting. 
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In the apparatus of this pattern, the current is in- 
creased by sliding the secondary coil over the primary, 
and is diminished by removing it when the condacting 
cords are attached to the secondary coil or when 
using this current. When the primary current is used, 
it should be moderated by covering it with the 
secondary coil to start with (the coil being closed by 
connecting the binding posts of the secondary coil 
with a loop of wire to complete the circle) ; and the 
strength is increased by removing the secondary coil 
(uncovering the primary). 

In very sensitive conditions, .instead of increasing 
(turning on) the secondary current by moving the 
coil up over the primary, it is best to introduce into 
the secondary circuit, with the patient, some good 
controller (like the Massey, used for' regulating the 
galvanic current), move the secondary coil complete- 
ly over the primary and turn on the current grad- 
ually. The very best effect of the secondary current 
is never obtained until all of that coil is receiving 
the. full inductive influence of the primary, which it 
does only when the primary is completely covered 
by it. This fact led to the adaptation of a rheostat or 
regulator by the author (see fig. 16) to be introduced 
into the battery circuit (that from the generating 



as a suggestion, and must be decided by the manufacturing 
electrician. So far it has not been found necessary. It could 
be readily arranged and a movable primary attached for each 
separate spool. 



oell or cells) to secure the same end and proportion the 
current to tbe coil employed. A rheostat of this kind 
is necesBary in manipulating the coils described above 
which are operated by foar, six, or eight Leclanch4 
cells arranged in aeries. Switches for utilizing one or 
more cells successively will be an additional advan- 
tage, but cannot take the place of the rheostat for the 
reason that it will be necessary to remove the secoiidary 
coil every time it is desired to increase the battery 
current by adding another cell, and the increase is not 
so gradual, as with the rliiHistiit. 




I diver cella 

^^■^ caobeiued 

^^^^K iMiECaotory 



In a paper rei 
The coUb lire aader tlje 

iv the primary, a rheostat !□ the secondary circuit regulat- 

it. By meana o[ a awlMh the different coUb are Ihrown Into 

s cfccuit. It Is' arranged tor being operated by twelve chloride of 

ir cella nrhicti can be thrown Into use separately or together. It 

D be used aa a portable or Btatlonar; battery, and Is in eiery way 

or obtalninE the effects of the different coIIb. 
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Oerman Silyer Wire Rheostat for Begnlating the 
Current of the Battery Circnit of the Faradic Appar- 
atus.— As has been meDtioned above, the sedative 
quality of the secondary current is more pronounced 
when the secondary coil completely covers the pri- 
mary; that is, when the secondary coil is receiving 
the full inductive influence of the primary. It has 
been observed that when the secondary is only one 
half or two thirds over the primary coil, the current 
becomes unbearable, but when it is moved all the 
way over the current becomes immediately soothing. 
This fact has been repeatedly demonstrated by 
rapidly pushing the secondary coil all the way up 
when the painful point was reached. The discovery 
of this fact led the author to suggest the use of a 
rheostat constructed of very fine German silver wire 
to be introduced in the battery circuit for controlling 
the current from the generating cell or cells, so that 
the application could be made from the start with the 
secondary coil receiving the full induction of the 
primary. In commencing the application, the second- 
ary coil is removed and the battery started by turn- 
ing on the least strength of the current that will 
cause the vibrator to move smoothly, then the sec- 
ondary coil is slowly moved up to its full length. 
Afterwards, the strength of the current is gradu- 
ally increased to the point desired, by means of the 
rheostat which affords perfect control of the current. 
The strength of the current is decreased by re- 
versing the manoeuvre. 



w 



The many advantages of thin arrangement will he 
appreciated by those who have been in tho habit 
of QHing the current after the other plan, increasing 
the strength by moving the secondary coil up over 
the primary, and being obliged to atop before more 
than half the wire of the coil hiks^been made nse of. 

One form of this rheostat, shown in figiiro 16, con- 
sists of a circular disc of hard rubber fonr inches in 
diameter with the German silver wire arranged in a 
loop fitted in two grooves aroand the circumference, 
giving a resistance of ten ohms, sufficient to oper- 
ate six or eight Leclanch^ cells. A thumb wheel is 
attached to the centre of the disc for revolving It. 
Two arms moving IB the grooves complete the cir- 
cuit through the loop of wire, which is made shorter, 
and consequently the resistance becomes less, as they 
are advanced by turning the disc. 
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Another form of this rheostat is made by coiling 
the German silver wire aroand a hard rubber cylin- 
der a little larger than a lead pencil, the turns being 
separated sufBciently for insulation. The circuit is 
broken by having one end of the wire leading from 
one pole of the generating cell attached to one ex- 
tremity of this German silver wire coil, the other end 
being connected with a slide that .moves over the 
surface of the cylinder and coil. As this slide is ad- 
vanced along the cylinder, the length of the silver 
wire coil is diminished and with it the resistance. 
This is probably the more convenient of the two 
forms of this rheostat, because it takes up less space, 
but the current can be increased* more gradually with 
the one first described. 

Greater convenience in manipulating the current 
can be secured by having a switch arranged for turn-- 
ing on either one, two, three or more cells at a time 
through this rheostat. 

Some forms of faradic apparatus have the second- 
ary coil permanently fixed over the primary, and the 
current is moderated by interposing between the pri- 
mary and secondary coils, or between the primary 
coil and bundle of iron rods, a metallic tube. This 
does not shut off the secondary current completely, 
and it is always perceptible at the start in this form 
of apparatus, which is a serious objection. To in- 
crease the current this tube is withdrawn, and it is 
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pushed back to decrease it. Shoald there be a long- 
itudinal slit or fissure throughout the extent of this 
tube it would not exert a modifying effect as it does 
when it is perfect. 

A most convenient and useful form of apparatus 
is one which is arranged with portable cells, and 
allows its attachment to stationary cells for office 
work, the portable cells being then disconnected. The 
best form of cell for operating the faradic appa- 
ratus is undoubtedly the Leclancbc, which is de- 
cidedly pireferable to the red acid cell and not much 
more bulky. They should be kept in good order, 
with clean zincs, so they will be uniform and regular 
in their action. The form of battery described 
above, arranged with a bisulphate of mercury cell 
for use as a portable battery, with an attachment for 
permanent cells for office use, is for obvious reasons 
a most useful form of battery. There is no fluid to 
be spilled during transportation, and the bisulphate 
of mercury solution can be made ready for use in a 
few moments. 

The chloride of silver cell has been employed for 
operating the faradic battery, and when the coils are 
properly portioned, it will last about one hundred 
hours. (See fig. 17.) A very convenient cell for this 
purpose, also is the so-called dry Leclanch6, described 
in connection with the galvanic current. 

One form of apparatus which is very little under- 
stood, and which differs in many respects from the 



others, is the Kidder coil, made by the Kidder Man- 
ufacturing Co., of this city, the virtne of which ia 
extolled by Rockwell. It is the experience of the 
author, however, that this coil furntBhea a current 




Fig, 17, 

fia. 17 repreaenta a very coaveulent portuble faradic batCary, wblch 
resembles In deaign one ma<Ie by OallTe, of Parle, and ub«1 by ApoBtoll. 
Borne alteratlcme ore DeceBsary, bowsver, to make it furoiab a suitable 
current tor gyufficolo^iical work. Tbe core and the wire of tba primaty 
coQ are too flnmll. acd two more cella abouLd be added; and the sec- 
ondary coiln tire not quite eufflcient. The makers bave assured me 
that they will adopt the following suBgestions, which will make it & 
very sBtisfsctory portable battery, viz.: Ibe primary coil should be 
wound with No. 81 wire; the coarse wire secondary coU should be 
wound with No. Iffl wire. Berenty-flve yards long; and the One wiro 
secondary should be wound with No. BS wire, TOO yards long, tapped at 
fiOO yards, which will give three Tarlations o( the fine wire HeoouduT 
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inadequate, in many respects, for gynaecological pur- 
poses. It does not give a S'lfficiently intense current, 
even from the longest and finest of its coils, for. a 
pronounced and prolonged sedative effect; and the 
vibrations are harsh, the rapidity of the interrup' 
tions being insufficient. The arrangement of the 
coil is peculiar. The primary is blended with a por- 
tion of the secondary, an arrangement of switch or 
binding post allowing the use of this combination 
when desired. The secondary coil is made up of 
different sizes of wire joined together, forming 
one complete coil, but tapped at intervals so as 
to obtain the different varieties of current, with 
their different effects, from the different coils of wire. 
To make this better understood, imagine a wire of 
considerable length, say 200 yards, composed of four 
different sizes of wire — Nos. 18, 22, 26 and 80 — 
joined together in one continuous strand, and the 
whole wound upon one spool. At the point where 
the No. 18 terminates or joins the No. 22, a wire is 
connected which leads to a binding post or a button 
of the switch. Likewise where the No. 22 wire joins 
the No. 26, a wire is connected leading to another 
binding post or button of the switch, and so on for 
the other numbers. On some of the batteries the 
selector for these currents from the different size 
wires is in the form of a switch, with from four to 
five buttons lettered from A to D or E; in others 
there are the same number of binding posts, lettered 



in the same manner. It will be seen that this ar- 
rangement allows the use of the current from the 
coil of No. 18 wire, or any other size wire in the 
series, alone, or any of them or all of them may be 
combined. 

The advantage of this arrangement can only be 
appreciated by clinical experience with it. Though 
not suitable for gynaecological work, it has been 
found very useful for applications to the external 
surface of the body in neuralgic conditions of cer- 
tain superficial nerves. 

Though the difference of the effect of the current 
from coils of different size and length of wire may 
be denied by some, it is a fact easily demonstrated 
clinically. It is true that the difference is not so per- 
ceptible when applied to the skin with its high resis- 
tance as when both poles are applied. to a mucous 
surface like the vagina where the resistance is 
low. It is granted then, that this difference depends, 
to a certain extent, upon the different conditions of 
resistance under which this current is used. Un- 
questionably the current from the long fine wire is 
a more intense current with a greater electro-motive 
force capable of overcoming resistance much more 
readily than the current from the short coarse wire 
which has more volume.* 



k* Argument in support of this point will be seen further 
on. 
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The author has taken great pains to test the differ- 
ent forms of faradic apparatus for their effect in 
gynsscological work, and to ascertain from the dif- 
ferent manufactarers the size and length of the wire 
of which their secondary coils arc constructed. It 
has been ascertained that heretofore the different 
manufacturers have constructed their coils upon 
an entirely independent basis. As there has been 
no standaj-dy their construction, has been more a mat- 
ter of convenience than consideration for any phy- 
siological effect of the current to be derived there- 
from. This is to be deplored since there can be no 
uniformity of action with such variety in appar- 
atus, and explains why some investigators have failed 
to get the highly satisfactory results claimed by 
others for this current. The makers are not entirely 
to blame for this, since the physicians who have used 
their batteries have looked upon such points as a mat- 
ter of indifference, and have not insisted upon the 
necessity of their improvement. The truth is that 
electricity has been so little understood by the profes- 
sion, that they have depended fipon the manufacturers 
of electrical instruments to tell them what they want. 
The time has come when the physician who attempts 
to use this agent should thoroughly understand it be- 
forehand, and should know just what kind of an ap- 
paratus he needs, and how it is to be used. But lit- 
tle progress can be made in this direction until the 
subject is given more attention by our colleges and 
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post-graduate schools. It is to be hoped that they 
will soon see the necessity of teaching^this branch of 
therapeatics. 

As a consequence of this indifference to the ne- 
cessity of some uniformity in faradic apparatus, 
the secondary coils found upon batteries in the 
market to-day, vary from No. 15 to 30 wire and 
from 60 feet to 200 yards in length. It is un- 
usual to find a secondary coil composed of wire 
smaller than No. 26 or 30 and longer than 100 to 
200 yards, and the majority are made of No. 22 or 
No. 26 wire about 200 feet long. With such a 
variation in apparatus, it is not surprising that uni' 
form results have not been obtained with this cur- 
rent. The ordinary faradic batteries are not suited 
for gynaecological work, and satisfactory results 
must not be expected from their use. A special form 
comprising properly proportioned coarse and fine 
wire secondary coils, are essential, and is only to be 
found in some one of the modifications of the appar- 
atus employed by Apostoli, such as those recom- 
mended in the preceding pages.* The author has en- 
deavored to overcome this difficulty and hopes that by 
the time this work is offered to the profession, suitable 
standard batteries can be obtained from any first- 
class maker. 



* Tripler developed the value of the current of quantity; 
Apostoli that of tension. 
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lt is probable that imperfectly construoted elec- 
trodes have, in a measure, been accountable for some 
failures with the bipolar method. One purchased by 
the author from a prominent and reliable maker had 
but one connection on the bipolar vaginal electrode, 
the other being imperfect at one of the metallic sur- 
faces. Therefore every electrode should be tested 
upon the hand before it is used for the first time, and 
subsequently if there is any reason to believe that 
the connections have been impaired. 

It is not advisable nor is it necessary to depend 
upon the statement of makers as to the length of the 
wire constituting their coils. Knowing the size of the 
wire, or ascertaining it if it is not known positively, 
its length can be determined by measuring its resist- 
ance by means of a reliable apparatus. This may be 
done by means of a direct reading ohm-meter, by 
placing it with the coil in the circuit and reading 
from the instrument the resistance in the circuit. 
The Wheatstone bridge can also be used for this 
purpose. Neither of these instruments are readily 
accessible, however, unless one is near one of the 
great medical centers where scientific instruments 
are manufactured, or near some scientific institution. 
The most practical method of arriving at the resist- 
ance of a given coil is by means of the resistance 
coils furnished with the best forms of cabinet appa- 
ratus; comparing the unknown with the known 
resistance. This is done by withdrawing from the 
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circuit the unknown resistance and substituting the 
known resistance, as furnished by different coils of 
German-silver wire. These coils are arranged in 
series from 5 to 5,000 ohms, so as to allow any 
number of ohms of resistance to be thrown into the 
circuit by means of switches connected with the sep- 
arate coils. 

To measure the resistance of a coil by means of 
these resistance coils, called the rheostat, connect the 
terminals or binding posts of the coil to be tested with 
the binding posts of the galvanic battery, and turn on 
a sufficient number of cells to cause the milliampere 
meter to register either five or ten milliamperes, then 
throw the switch on the button marked ^'milliampere 
fneter and rheostaty"* which throws the coil out of the 
circuit and substitutes the rheostat of German silver 
wire resistance coils. By means of the switches con- 
nected with these coils, throw as many into the circuit 
as will bring the needle of the meter back to the point 
it marked before. The total resistance, as denoted 
by the figures upon the switches used, will give the 
resistance in the coil under test. 

In the following table the column of figures on the 
right gives the .number of feet to every ohm of 
resistance in the size wire opposite to it in the col- 
umn on the left, marked Gauge No. at the head. 
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Table of Besistanee of Different Siies of Copper Wire, 
according to Brown A Sharp's American tiange. 





Weight. 


Oiims of 




Gauge No. 


Feet per Pound. 


Resistance per 


Feet per Ohm. 




(Silk covered.) 


1,000 Feet. 




14 


75 


2.504 


400. 


16 


95 


3.172 


816. 


16 


120 


4.001 


280. 


17 


150 


5.04 


198. 


18 


190 


6.36 


157. 


19 


240 


8.25 


121. 


20 


805 


10.12 


99. 


21 


890 


12.76 


76.5 


22 


490 


16.25 


61.8 


28 


615 


20.80 


48.9 


24 


775 


25.60 


89.0 


25 


990 


82.2 


31.0 


26 


1,265 


40.7 


24.6 


27 


1,570 


51.3 


19.5 


28 


1,970 


64.8 


15.4 


29 


2,480 


81.6 


12.2 


80 


8,050 


103.0 


9.8 


81 


8,920 


130. 


7.7 


82 


4,980 


164. 


6.1 


83 


6,200 


206. 


4.9 


84 


7.830 


260. 


3.8 


85 


9,830 


328. 


2.9 


86 


12,420 


414. 


2.4 



It will be seen from the above table that, knowing 
the size of the wire composing a coil, its length may 
be estimated approximately, either by weighing and 
deducting the weight of the spool and attachments, 
or by measuring the resistance of the coil. To com- 
pute its length by weight, after deducting the weight 
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of the spool and attachments of the coil proper as 
detached from the battery, compare it with the sec- 
ond colamn of the table opposite its namber. For 
instance, if a coil is composed of No. 32 wire and is 
foand to weigh one pound, it will measure 4,930 feet, 
or 1,643 yards. This is not a very convenient or 
satisfactory method, unless an empty spool and at- 
tachments are accessible for weighing or the weight 
is known. 

To compute the length of the coil by measuring 
the resistance, after ascertaining the total resistance 
of the coil in ohms, multiply by the number of feet 
per ohm, as shown in the table opposite the number of 
wire, and the result, after marking off the decimal 
point to the right, will give the length in feet. Divide 
this by three and you have the length in yards. For 
instance, if a certain coil shows a resistance of say 
200 ohms, and it is composed of No. 36 wire, its 
length will be 200 multiplied by 2.4 feet (the number 
of feet in every ohm of this size wire), which will be 
480 feet. This divided by three, gives the number of 
yards — 160. 

The Tibrator or Current Breaker.—Every apparatus, 
for effective work, should be capable of furnishing 
three kinds of interruptions, fine, coarse and slow, 
which may readily be accomplished by arranging 
the different vibrators around the head of the core. 
The fine vibrations should reach the maximum attain- 
able, at least 200 per second. The coarse vibrations 
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ahoald number fiom 40 to 60 per second, which cor- 
responds with what is famished by the best of the 
ordinary forms of tbs faradic apparatus to be found 
in the market. The slow vibrator should allow 
a variation of from 2 to 6 per second. It will be 
understood that it will be impossible to obtain this 
degree of perfection in a cheap instrument. By a 
switch arrangement, these can be thrown separately 
and independently into the circuit, which will be 
found very convenient, as much time can be saved by 
leaving the adjustment unaltered and changing the 
character of the vibrations by a turn of the switch. 
It is necessary that the vibrator should run perfectly 
smooth, without jerk or skip, to secure which it must 
be carefully adjusted, and the generating cells and 
connectiohs must be kept in good condition. The 
cells must be renewed often if they are used much, as 
they deteriorate rapidly when used for operating the 
faradic coil. The resistance is so little that it must 
not be expected that they will last as long as cells 
used for galvanic work. For obvious reasons, cells 
employed for galvanic work should not be used for 
operating the induction coil. The importance of 
varying the rapidity of the interruptions to meet 
different requirements will be shown further on. 

THE ACTION OF THB SECONDARY FABADIC CURBBNT. 

There has been much controversy over the action 
and different effects obtainable from the current as 
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derived from the coarse and fine wire secondary 
coils of the faradic apparatus, and instead of throw- 
ing any light upon the qnestiop it has been made 
more obscure. Unfortunately, the literature of the 
subject is in such a chaotic state upon this point 
that a study of it is more apt to bring confusion than 
enlightenment. One writer will declare that there 
is a marked difference between the action and the 
effect of the primary and secondary currents, and also 
in the current as derived from differently constructed 
secondary coils, while another will deny this distinc- 
tion and declare in favor of one secondary coil for all 
purposes. To any one who has had practical clinical 
experience with properly constructed apparatus this 
appears unwarranted, and it is unfortunate, because 
the faradic current is a therapeutic agent of *too much 
value to be discarded or ignored, as it has been on 
account of this confusion. 

Those who have disputed the diversity of effect to 
be obtained from secondary coils of different sizes and 
lengths of wire have evidently had no experience in the 
matter, or else they have been working with imperfect 
apparatus, disregarding the fact that this is the most 
prolific source of uncertainty and failure. One writer 
declares that the length and size of the wire is a mat- 
ter of indifference, and separate coils of coarse and 
fine wire are unimportant, since all depends upon 
the number of convolutions of the wire in the coil 
and the different resistances encountered in using the 



— 83 — 

current, and claims that one coil is sufficient for all 
purposes. The fact that the finer the wire, and the 
greater its length, the greater the number of convolu- 
tions possible in a given coil is ignored, as well as the 
fact that the short, coarse wire, offering less resistance, 
allows a current of more volume (amperage) to flow 
through it, and the increased resistance in the long, 
fine wire cuts down the volume,* while the electro- 
motive force is increased by multiplying the number 
of convolutions. He admits, however, that there is 
an advantage in a number of coils of different length 
and size of wire, in that it increases the range of the 
battery and its available electro-motive force. He 
admits, also, that the less the resistance in the coil 
the greater the volume of the current flow, and vice 
versa ; that the greater the volume of a current flow- 
ing through a muscle the more violent the contraction; 
that the current from the long, fine wire, having a 
small volume and high electro-motive force, would be 
more serviceable for the relief of pain. Therefore, 
after taking much pains to upset the claim, of the 
difference of the current as derived from coils of dif- 
ferent sizes and lengths of wire, he eventually admits 
the truth and has added nothing to the subject, but 
has, instead, rendered it more obscure to those of his 
readers who have not a clear understanding of the 



* The term volume is synonymous with amperage or cur- 
rent strength. 



— 84 — 

laws of foroe and resistance as applied to this ag^nt. 
In an effort to defend his assertion that one second- 
ary coil is sufficient for all medical purposes^ he sug- 
gests the use of a rheostat for interposing an artificial 
resistance in the secondary circuit, which he thinks 
should modify the action to suit the different require- 
ments. In support of this idea, he says that the 
current from the coarse wire coil is not necessarily 
always one of great volume, since much depends 
upon the resistance it encounters in penetrating the 
skin, and that in order to insure the necessary volume 
the electrodes must be large and well moistened; that 
it is purely a question of relationship of resistance 
and electro-motive force, which is all very true and 
an admission of the very claim that he started out to 
prove incorrect. The theory of the rheostat in the 
secondary circuit interposing a resistance that will 
alter the volume or electro-motive force so as to vary 
the effect, cannot be demonstrated. The rheostat 
used in the secondary circuit will be serviceable for 
graduating the current to a nicety in applying it, and 
has often been used by the author and others for this 
purpose ; but it in no way alters the effect of the 
current in producing muscle contraction or nerve 
sedation, as he has suggested. 

The fact is, that for producing muscle contraction 
a current of volume is necessary, and for sedation a 
current of high tension or electro- motive force is 
required. But in addition to this, some attention 
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maf t be paid to the external resistances encountered ; 
for instance, the skin must be well moistened and the 
electrodes shoald be of liberal size to secure the best 
effect upon the muscles, since the current used for 
this purpose (that from the coarse wire) has a low 
electro-motive force. In other words, in using the 
current of volume, with low electro-motive force, the 
resistance must be diminished as much as possible 
to allow its penetration. For sedation, however, the 
electrodes, especially that for the active pole, may be 
small. 

Some authors have evaded this question, while 
others have simply made assertions without sufficient 
evidence to support them. De Watteville says : 
** Though thick and thin wire coils do not differ in 
their fundamental physiological properties, yet their 
respective physical constitution endows them with 
very different effects." 

In gynaecological work, where now the bipolar 
method of Apostoli is the one most universally em- 
ployed, the conditions are so entirely different from 
those encountered in the application of the current to 
the external or skin surface of the body, that its pos- 
sibilities can hardly be appreciated by one whose 
experience is limited to the older method. It must 
be understood, that in the bipolar method both poles 
are applied to a moist, mucous surface (the vagina or 
uterine cavity) where there is very little resistance 
to the penetration of the current, that they are sepa- 
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rated only an inch or an inch and a half, and both 
the electrodes are bare metal surfaces, all of which 
operates to diminish the resistance encountered by 
the current. Hence the current of volume and low 
electro-motive force (from the coarse wire) is afforded 
a more favorable opportunity for penetrating to the 
muscular structures beneath the surface and its effect 
is more appreciable, while the other cur]*ent (from 
the fine wire), with high electro-motive force, pro- 
duces less pain in penetrating the mucous surface, 
and reaches more readily the deeper structures, than 
when applied to the external surface of the body 
where the resistance of the skin is enormous. The 
confusion and diversity of statements upon this point 
have resulted from a disregard of these different 
conditions of resistance under which the current is 
employed in the two methods. I will admit that 
under adverse circumstances, as where high resist- 
ance is encountered in its administration, this dis- 
similarity of effect of fine and coarse wire faradiza- 
tion is not so pronounced; also, that the current from 
the fine wire coil may appear to have more muscle- 
contracting power; but it does not alter the fact 
that the current from the long fine wire coil is a 
current of high tension or increased voltage, while 
that from the short, coarse wire is a current of 
greater amperage and diminished voltage; and it is 
this difference of quality which allows the manifest 
difference in their physiological effect, when the rela- 
tionship of external resistance is appropriate. When 
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the resistanoe is high, of course the carrent with a 
greater electro-motive force is more active, because 
it has more power to penetrate the resistance; but 
reduce this resistance and the current of volume 
will demonstrate its muscle-contracting power.* 

A practical demonstration of this point is afforded 
by placing the bipolar electrode in the vagina of a 
subject with healthy pelvic organs, and using first 
the current from the fine wire coil, then that from 
the coarse wire coil. The former will not only be 
bearable, but is rapidly sedative, and not at all pain- 
ful, while the latter will be painful and unbearable 
applied in the same manner, which shows that the 
one is a sedative current and the other is painful, be- 
cause it induces sharp muscular contraction. As a 
further demonstration, grasp the bipolar electrode in 
one hand, which has been well moistened, so both 
metallic surfaces are included, and try the effect of 
the two currents carried to the point of greatest tol- 
erance: that from the fine wire will be intense, but 
bearable, and after a few moments it feels softer and 



* To demonstrate the difference of volume or amperage of 
these two currents under the same condition of low external 
resistance, place a milliampcre meter in the circuit of each 
separately, with no other resistance, and make and break the 
current of the battery circuit slowly by means of the single 
contact key, or by moving the vibrator with the finger. The 
deflection of the needle produced by the current from the 
coarse wire coil will be very noticeable, while with the current 
from the fine wire coil it will be perceptibly less. 
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less perceptible — soothing; while the other will pro- 
duce very painful contraction and is quite unen- 
durable even for a short time. The different effect 
of the current from coils of different sizes and lengths 
of wire may be similarly demonstrated.* 

Not only is there a great difference in the faradic 
current as derived from secondary coils of long, fine 
wire and short, coarse wire, by reason of the dif- 
ference in their volume and electro-motive force, but 
there is a notable difference in the current from dif- 
ferent lengths of the same size wire, and for the 
same reason. The current from the long, fine wire 
coil has an increased electro-motive force, because 
the increased length allows more convolutions to be 
exposed to the inductive influence of the primary^ 
while its volume is cut down because of the resistance 
offered by the great length of fine wire. It stands 
to reason, therefore, that the electro-motive force is 
diminished if the length of the same wire is lessened^ 
and the volume of this current is increased, because 
the resistance is lessened by shortening the wire. 
This ought to be clear to any one, and if so, the 
difference of result must be appreciated and admitted. 

The result cannot possibly be the same if one coil 
of long wire is used and the attempt is made to vary 
the qualities of the current by varying the extent to 
which it is exposed to the influence of the primary^ 



* The cells for operating the battery must be arranged in 
series, and not in parallel. 



— so- 
fts has been claimed by one writer upon this subject, 
since the current must always traverse th^ whole 
length of the long wire with its resistance interposed, 
while only the inductive influence of the primary is 
varied. The force of the current is certainly modified, 
but its volume cannot be increased since the internal 
resistance of the coil is always the same. The intro- 
duction of a variable external resistance like a rheostat 
or controller in the secondary circuit in like manner 
alters the force of the current, but it in no way changes 
the volume, if only one coil is employed, except by 
reducing it still fuither. 

Poles of the Induced Current.— It has been erron- 
eously supposed that there is no difference in the 
poles of the secondary farad ic current, because it is 
regarded as a to and fro current, the poles being con- 
stantly reversed with every make and break of the 
battery or primary circuit, and consequently their 
position is therapeutically unimportant. It is true 
that there is a constant change of polarity which may 
be demonstrated by placing a delicately adjusted 
milliampere meter in the secondary circuit alone, 
and interrupting the current slowly by means of the 
single contact key, or by moving the vibrator with 
the finger. With each make and break it will be ob- 
served that the needle will deflect in an opposite di- 
rection to about the same degree.* Two currents are 



♦This can be more readily shown with the coarse wire coil 
because this current has more volume. If the vibrator is al- 
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established, one with the make and the other with 
the break of the battery or primary circait which 
flow in opposite directions, as shown by this experi- 
ment, bat it has been estimated by careful measure- 
ment (Dr. Gordon) that the secondary break current 
is thirteen times stronger than the make current, 
hence, though both may be appreciable through the 
low resistance of the meter, the feebler (make) cur- 
rent has not sufficient electro-motive force to pene- 
trate the resistance of the human structures, and only 
the stronger (break) current is perceptible. Since 
that always flows in one direction it is endowed 
with polarity, which can be demonstrated by experi- 
ment. 

To comprehend the reason for this difference in 
strength of the make and break currents, we must 
consider the fact that the force of the make current 
of the primary is expended upon the core, and its en- 
tire inductive influence is exerted in charging the 
secondary coil. It has been shown that the primary 
current is only perceptible when contact is broken at 
the vibrator, no effect being noticed when contact is 
made. The fact can be demonstrated by taking an 
electrode in each hand and interrupting the current 
slowly at the vibrator. It will be observed also, by 



lowed to run, interrupting the current rapidly, the needle will, 
of course, remain stationary, because it is incapable of respond- 
ing to every interruption. 
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increasing the strength of the carrcnt to a point 
where decided mascalar contraction is produced, that 
the contrdbtions are stronger, and the painful sensa- 
tion greater, at the electrode connected with the neg- 
ative pole. The same is true of the secondary cur- 
rent, its action being appreciable only with every 
break of the primary circuit, and the pole marked 
negative is noticeably more irritating. It is to be 
expected then, that if the break is thirteen times 
stronger than the make current its impulse is more 
perceptible through high resistances, and its polarity 
will be manifested; a distinct polarity must, there- 
fore, be recognized. 

To demonstrate the polarity of this current, attach 
two conducting cords with electrodes to the binding 
posts for the secondary current, placing the electrode 
connected with the terminal marked negative, over 
the motor point of some muscle and the other elec- 
trode on some indifferent part of the body. Turn 
on the current, using the slow vibrator, and increase 
the strength by moving the secondary coil up over 
the primary until a point is reached when a contrac- 
tion is produced in the muscle at every interruption. 
Now reverse the poles by means of the pole changer 
for this current without disturbing the position of 
the electrodes, thus making that over the motor point 
positive instead of negative, and the contraction in the 
muscle will cease, showing that there is a marked 
difference in the physiological properties of the poles. 
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The difference of the effect of the two poles upon 
the sensory nerves can be as readily demonstrated. 
Place an electrode connected with first the negative, 
then the positive pole upon an abraded surface and 
use the fine vibrator. When the negative pole is in 
contact with the abraded surface an irritation is pro- 
duced, but when the positive pole is in contact with 
the same surface a soothing effect will be noticed. 

The distinctive features of the poles of the faradic 
current are purely of a mechanical nature, though at 
the same time physiological, since the current exerts 
no chemical action. But it is possible, that by caus- 
ing it to have sufficient volume, it will be endowed 
with the same chemical capabilities as a galvanic 
current. As ordinarily employed in medicine, how- 
ever, the action is merely mechanical; and it is not 
an alternating but an interrupted induced current. 
Enough has been said to show that this current is 
possessed of distinct polarity, and in utilizing it for 
medical purposes the location of the poles must be 
regarded as of equal importance as in the application 
of the galvanic current. 

PHYSIOLOGICAL BPPECT OP THE INDUCED CUBBBNT 

AND METHOD OP APPLICATION. 

» 

From what has been said, the main features of the 
faradic current are now fairly understood, and it 
will only be necessary here to repeat, that the currtnt 
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from the short, coarse wire coil is a current of vol- 
ume, and that from the long, fine wire is a current of 
high tension of electro-motive force; that the one is 
more appropriate for inducing muscular stimulation 
and contraction, the other being utilized for effect- 
ing nerve sedation and circulatory tranquilization; 
but the conditions of external resistance must be 
appropriate for the physical qualities of the cur- 
rent employed, in order to obtain the result desired. 
When the current of volume is used, the resistance in 
the external circuit must be lessened, as much as pos- 
sible, in order to favor its penetration, because it has 
a very low electro-motive force ; otherwise its action 
will be feeble, and the result will be unsatisfactory. 
This current from the short, coarse wire secondary 
coil, if applied in a suitable manner with proper 
electrodes, which reduce the resistance, should be 
best for promoting muscular tone; and, thougli the 
current from the long, fine wire secondary coil may 
be utilized for promoting muscular stimulation, its 
most pronounced effect will be in the direction of 
allaying pain and establishing local ana3sthesia. 

The rapidity of the interruptions has an important 
bearing upon the effect produced by this current. 
With coarse interruptions it is more stimulating or 
irritating ; with rapid interruptions it is more sooth- 
ing and sedative. Hence, in using the current of 
volume for muscle stimulation, the interruptions 
should be coarse, and with the current of tension for 
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prodncing sedation they shoald be rapid. For muscle 
stimulation it is desired to produce an alternate con- 
traction and relaxation of tbe muscular fibres wbich 
will resemble the normal physiological action, and 
the interruptions must be slow, so as to allow them 
time to recover and again respond in a normal man- 
ner. In other words, a sufficient time must oe allowed 
between the interruptions to permit the molecular 
changes to take place. When the interruptions are 
coarse, though the muscle as a whole may appear to 
be in a constant state of contraction, its fibres undergo 
an alternate contraction and relaxation. If the excita- 
tion of a motor nerve is rapid, tetanic contraction is 
produced, during which relaxation does not occur. 
When distinct contraction and relaxation take place 
the normal physiological action is closely imitated. 

For the very best sedative effect the vibrations 
should reach the maximum of rapidity attainable, and 
should be perfectly smooth and regular, with no pos- 
sible chance for jerks or shocks. Much, therefore, 
depends upon the method of applying the current, 
for the so-called sedative current can be made to 
stimulate by rendering the vibrations coarse. It can, 
likewise, be made stimulating by increasing the 
strength of tbe current too rapidly, and maintaining 
it throughout the entire seance at a point where it is 
constantly and forcibly appreciated. 

Sedation is established by effecting a temporary 
paralysis of the sensory and motor nerves : their 
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sensibility is obtuned and the painful contraction of 
the muscles is overoome. When the interruptions 
are rapid, the muscles are unable to respond to 
every impulse, and a tetanoid condition is produced 
which shortly results in complete relaxation. Apostoli 
believes that faradization relieves by setting up vibra- 
tions in the nerves, traveling in opposite direction to 
the ordinary or painful impulses. Morton believes the 
effect is obtained by simple agitation of the mass of the 
constituent elements of the nerve fibre, and thus an 
annulment of its capacity to conduct pain impulses 
is brought about, just as concussion or anaesthesia of 
brain tissue may be said to annul its capacity to 
respond to sensory impulses. 

Two effects are obtainable then from this fine wire 
current, depending upon the method of application. 
(1) Stimulation^ when the intensity of the current 
is maintained throughout the entire seance at a point 
where it is constantly and forcibly appreciated by 
the patient. (2) Sedation^ when the increase is so 
gradual as to make the action barely perceptible, and 
the application is continued for a time without being 
perceived. The reason for this distinction is found in 
the fact, that so long as the interruptions are felt 
the sensory and motor nerves continue to respond, 
and have not lost consciousness. It is certain that there 
must be a response involving contraction and relaxa- 
tion, even where a tetanoid condition is observed, as 
long as the impulse is appreciable, and the effect must 
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be regarded as stimalating jastas long as this condition 
continues, and sedation is not reached until relaxa- 
tion and local loss of consciousness occurs. This, 
then, is the point that must be reached and 
maintained for a time, in all applications having for 
their object sedation, before the seance is brought to 
a close ; since to stop short of it only produces an 
intense stimulation, beneficial for many conditions, 
but absolutely unsuitable and unsatisfactory where 
perfect sedation is required. In other words a local 
loss of consciousness must be established before it can 
be considered that the desired effect has been pro- 
duced. 

In the presence of pain or an inflammatory process, 
where careful sedation is urgently demanded, much 
care is necessary to avoid increasing the strength of 
the current to a pitch that over-stimulates — irritates — 
and prevents the accomplishment of the end antici- 
pated. If, therefore, during an application, when the 
highest intensity of the current is reached, there is 
no evidence of declining sensibility after a few 
moments' continuance, it is advisable to reduce the 
strength to a proper limit. When a stimulating ef- 
fect is desired, where pain is an insignificant symptom, 
and when no inflammatory process is present, but where 
stimulation with the current from a coarser or shorter 
wire would not be endured without discomfort, the cur- 
rent from the flne wire may be used to produce this 
effect by maintaining the intensity of the current at 
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a point where it will be constantly felt daring the 
entire application. A disregard for these details 
may explain some of the failures experienced with 
this current. 

As pointed out by En^leman, the pain' of a eellu- 
litisy or other pelvic inflammation, will be relieved 
by the current from the long, fine wire coil, while it 
will be aggravated by the current from the short, 
coarse wire coil; and the pain, swelling and venous 
distension of a contusion will be relieved by the 
current from the short, coarse wire coil, while it 
would be aggravated by the other current. The 
current from the fine wire coil is to be used mainly 
for nerve effect and in inflammatory conditions, and 
the other for muscular effect and for recent injuries 
associated with venous distension due to traumatism. 
Painful conditions of the pelvis, due to inflammatory 
action and their results, and capillary engorgement 
are to be treated by fine wire faradization. Venous 
engorgement, as hyperplasia, subinvolution, and 
recent contusions, unassociated with inflammatory 
action, are to be treated by coarse wire faradization. 
Non-development of muscular structure, as of the 
uterus, will likewise demand the latter form of appli- 
cation. It will he appreciated theriy that a thorough 
understanding of the subject and a recognition of the 
different qualities and effects of the current from dif- 
ferent coils is necessary for the accomplishment of any- 
thing like satisfactory results^ and unless these points 
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are recognized and the current praperfy applied 
ntccess must not be esepectedy and when obtained^ must 
be looked upon as purely accidental, so Jar as the 
intention of the iterator is concerned. Bear in mind 
the salientf features of the effect of the two coils, 
viz., that the fine wire coil is for producing sedation 
and the .other for stimulation, and, if a correct 
diagnosis has been made, certainty of success will be 
assured*. 

The effect of this current upon the vasQ-motor 
nerves and the capillary circulation, is worthy of 
special consideration. In a general way, it may be 
said to produce contraction of the vessels and an 
increase of the vermicular movements, which quickens 
the circulation, combats blood stasis, thereby reliev- 
ing congestion, and hastens the absorption of effete 
products. To comprehend this effect, the action of 
voluntary and involuntary muscles must be under- 
stood. In a voluntary muscle the contraction takes 
place as a whole and by one effort. In the involun- 
tary muscles the contraction is composed of two acts 
— a distinct contraction and a vermicular motion. 
The action is not spasmodic in the whole muscle at 
once, but in each fibre in succession, producing the 
vermicular movement. The spasmodic contraction in 
the vessels cuts off the blood supply, and the vermic- 
ular contractions produce the normal movement of 
the vessel walls, increasing the amount of blood pass- 
ing in a given time ; or, in other words, hastens the 
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circulation and produces rapid emptying of the 
vessels. 

Experiments in this direction tend to show that a 
descending current (positive above and negative be- 
low in the direction of the arterial blood flow) increases 
the vermicular movement of the blood vessels and 
augments the blood supply to a part, and that an 
ascending current lessens the blood supply by dimin- 
ishing the vermicular movements, which is additional 
evidence of the distinct polarity of this current and 
direction of the current flow. Bearing this in mind, 
it can be applied to increase or lessen the blood sup- 
ply to different parts of the body if the unipolar 
method is employed. 

In this connection, it is well to emphasize the 
necessity of accuracy in diagnosis, as well as the 
importance of selection of the proper current to suit 
the condition under consideration. The special 
indications will, however, be dwelt upon under the 
the general head of Electro-therapeutics in connection 
with the treatment of the individual conditions neces- 
sitating its employment, where the method of appli- 
cation will be given more in detail. It will only be 
necessary to state here that for sedation the applica- 
tion should be continued from 15 to 30 minutes, and 
that the permanent benefit depends upon this, as it 
does also upon the frequency of the seances. Stimu- 
lating applications, on the other hand, should not be 
repeated oftener than every second or third day, and 
their duration need not exceed five minutes. 
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There are two methods of application in vogue in 
gynaecological work, viz.: (1) the unipolar (the old 
method), where one pole is applied to the external 
surface of the body as an inactive pole, and the other 
in the vagina or uterus as the active pole ; (2) the 
bipolar (Apostoli's method), where both poles are 
applied in the vagina or uterus upon one handle or 
electrode, the poles terminating in a metallic surface 
encircling the shaft of the instrument, and separated 
not more than an inch on the uterine electrode, and 
not more than an inch and a half on the vaginal 
electrode. 

The older method is so generally understood that 
it is not necessary to devote much space to its con- 
sideration. It is still preferred by some electricians, 
because they believe the current is better diffused, 
and includes a greater area within its interpolar 
sphere. The great objection to it has been the im- 
possibility of employing the current in anything like 
sufficient intensity to make it effective for sedation, 
on account of the sensitiveness of the skin. This can, 
in a measure, be overcome by employing a large ex- 
ternal electrode, such as the clay pad used with the 
galvanic current, so as to diffuse it over a greater sur- 
face, when almost as intense a current can be made 
use of as by the bipolar method. This method pos- 
sesses an advantage over the bipolar in that the em- 
ployment of an ascending or descending current is 
allowed, in those conditions where it is desirable to 
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inflaenoe the circulation in one or the other direction, 
which is accomplished only to a limited extent by the 
bipolar method. 

The advantages claimed for the bipolar method 
are, viz.: 

1. The concentration of the entire force of the 
current upon the organs demanding treatment, and 
their immediate vicinity. 

2. Dispensing with the cutaneous electrode renders 
the operation less painful. 

3. The application of botli poles to a moist in- 
sensitive surface, whicli offers very little resistance, 
permits the different qualities of the current to be 
better manifested. 

4. The contact of bare metallic surfaces, which are 
necessarily near each other, still further diminishes 
the resistance. 

5. The comparative insensitiveness of the surfaces 
(vagina or uterine cavity), with which the electrodes 
come in contact, allows the use of a stronger and, 
consequently, more effective current with less dis- 
comfort to the patient. 

Neither method can entirely supersede the other, 
since both have their separate indications, but of the 
two, the bipolar will be found to be more generally 
applicable and useful. 

In utilizing the bipolar method some precautions 
are necessary, viz.: (1.) The electrode should be in. 
troduced before the current is turned on, and must 
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not be removed until it is turned off. (2.) It should 
be supported during tbe entire seance to prevent its 
slipping out of position. (3.) Care must be taken 
during tbe application to prevent contact of the most 
external metallic surface on the shaft of the electrode 
with the sensitive tissues at or near tbe vulva, and, 
at the same time, deep pressure should be avoided. 
(4.) In tbe intra-uterine application both metallio 
surfaces must be within tbe cavity, and contact with 
any portion of the cervical canal, and especially the 
internal os, must be avoided. 

The internal os is particularly sensitive to this cur- 
rent, and the patient cannot endure it unless tbe elec- 
trode is inserted to the fupdus, and is i^^tained in that 
position throughout the seance. A knowledge of 
this fact has led the author to condemn tbe double 
electrode intended for this*'purpose, where one metal- 
lic surface slides over the other so as to increase or 
diminish the distance between the poles. The outer 
metallic surface is/iecessarily so large (the diameter 
being increased so as to allow it to slide over the 
shaft to which the other is attached) that it is impos- 
sible to pass the internal os with it, without previous 
dilatation, unless the canal is unusually patulous. The 
utility of dilatation to accommodate the introduction 
of this electrode is questionable, to say the least, and, 
in tbe opinion of the author, would counterbalance 
any good to be derived from the application of the 
f aradic current, unless the dilatation is demanded for 
other reasons. 
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The precise measurement of the faradic current for 
therapeutic purposes has not, as yet, been satisfac- 
torily attained. The method heretofore in vogue, of 
measuring on a scale the distance the secondary coil 
is advanced over the primary, is inaccurate and de- 
lusive — in fact means nothing — since the battery cur- 
rent varies with use; and no estimate is taken of the 
variable resistance encountered in the external cir- 
cuit, which is altered by the location of the electrodes, 
their size, and the distance between them. The fact 
that this current possesses the same two qualities as 
the galvanic current, pressure and volume^ makes it 
evident that we must in some manner estimate the 
relative voltage and amperage of the current em- 
ployed, in order to arrive at a practical conclusion of 
its comparative value. 

An instrument upon this principle called the Fara- 
dometer has been devised by Dr. Wellington Adams, 
but as yet, it has not been put upon the market. It 
is placed directly in the secondary circuit with the 
patient, and arranged so that it may be included, or 
excluded by withdrawing, or inserting a metallic 
plug. The plug being removed, the current circulates 
through the coils of the instrument, and when in- 
serted, the current is switched off by another route, 
where it exerts no influence upon the needle. Of its 
action Dr. Adams says: "When the plug is removed, 
the current passes through the magnets M M (shown 
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on a diagram in his work. Vol. 1, page 104) ''^ thus 
operating the instrument normally to measure the 
strength or volume of the current, in fractions of a 
milliampere, being sent through the tissues, but by 
adding a suitable resistance and connecting the bind- 
ing posts to the terminals of the induction coil, at 
the same time that a current is being sent through 
the patient, the tension or electro-motive force of the 
current may likewise be measured directly in volts." 
The scale is arranged to read up to one milliampere 
by hundredths, each of the smallest divisions indicat- 
ing one hundredth of one milliampere. 



♦Electricity. Its Application in Medicine. By Wellington 
Adams, M. D. Published by Geo. S. Davis. 



CHAPTER IV. 

STATIC ELECTRICITY. AND ITS CURRENTS. 

ThiSy whioh is the oldest form of electricity known, 
is sometimes called f rictional or f ranklinic electricity. 
Th6 term static is most frequently employed, and 
denotes that the agent is restrainedin a state of high 
teasion. It differs from the other two currents in 
possessing a very high electro-motive force but very 
small volame. A static machine generates a current 
by reason of a difference of potential which is estab- 
lished by mechanical device. The difference of 
potential is very high, giving the current thus engen- 
dered a voltage running up into the thousands, but, 
because of the enormous internal resistance of the 
machine, the volume of the resulting current is very 
small. 

The earlier machines for generating this current 
consisted of a glass cylinder with a rubber for estab- 
lishing friction, upon the principle of rubbing a stick 
of sealing wax with a silk handkerchief; hence the ^ 
name by which it is sometimes known — frictional 
electricity. A stick of sealing wax which has been 
excited in this manner becomes electrified, and when 
brought near some light body, like a pith ball sus- 
pended by a thread or small particles of paper, 
attracts them until contact is formed when they 
become charged and are afterwards repelled. The 
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electrified wax is charged with positive electricity and 
the silk handkerchief, with which it has been rubbed, 
becomes charged with an opposite or negative elec- 
tricity. Certain uon-condacting materials, such as 
sealing wax, glass or highly polished hard rubber, can 
be electrified by friction, or they become electrified 
(charged) by induction, that is by proximity to a 
body already electrified. Electrified bodies attract 
non-electrified bodies, by first causing them to became 
charged by induction. They also communicate elec- 
tricity directly to them by contact. A static mach- 
ine is simply an apparatus for generating electricity 
upon these principles. 

The later machines, such as the Holtz and TOpler, 
operate upon the principle of induction in producing 
the current. The former is purely an influence mach- 
ine, being composed of glass plates or discs arranged 
so as to generate electricity by their mutual induc- 
tion. This machine requires an initial charge on the 
back or stationary plate before it can be operated, 
which charge acts inductively upon the other revolv- 
. ing plate with increased force. This becoming sur- 
charged, re-acts upon the back plate with great force,, 
resulting in the accumulation of a charge of very 
high potential. The T5pler machine is arranged for 
making the apparatus self charging, and cumulative, 
like the dynamo or electric light generator. This 
object is obtained by mounting upon the front plate 
six little round metallic buttons called carriers, and 
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providing upon a stationary apparatus two metallic 
brushes to rub against them. When the front plate 
is revolvedy these brushes rub against the carriers and 
generate an initial charge which is conveyed to the 
inductors upon the back or stationary plate. Such 
are the principles upon which the modern machines 
for generating static electricity operate. 

Many improvements have been made upon the orig- 
inal apparatus, such as a combination of the two and 
the substitution of several pairs of plates, every alter- 
nate one being stationary and its fellow revolving. 
Likewise the diameter of the glass discs has been in- 
creased so as to lengthen the spark it will give, that is 
to make it jump through a greater space, since the 
length of spark which any machine of this kind is 
capable of giving is equal only to the radius (half 
the diameter) of the glass discs. The most improved 
machines have several of these discs arranged in 
pairs, having a diameter of thirty or more inches* 
Each pair comprises one revolving and one station- 
ary disc, separated from each other about a quarter 
of an inch. These plates are perforated with several 
holes called windows to which are attached pieces of 
aerated paper which project over the edge of the 
glass into the windows. These are inductors. Fas- 
tened to brass rods on insulated stands are attached 
brass combs directly opposite these windows, for 
catching the current when induced. These brass 
rods project outside of the machine cover, and ter- 



— 108 — 

minate in large brass balls to which are attached the 
Leyden jars or condensers. It is necessary to have 
the apparatus covered with a glass case to keep out 
moisture and dust which would seriously impair its 
use. To still further remove any moisture which 
may leak in, a vessel containing anhydrous chloride 
of calcium is kept within the glass cover. Upon the 
brass rods mentioned above, and at a right angle to 
them, are placed brass bars terminating in balls and 
arranged so as to slide. When these opposite brass 
balls touch each other and the machine is set in 
motion, the current thus generated passes quietly from 
one to the other, one being positive and the other 
negative; but when they are separated sparks pass 
between them. The length of the spark is varied by 
the relation of these sliding rods or balls to each other, 
producing a longer or shorter spark according as they 
are more or less approximated. The two balls in 
which the brass rods terminate, outside the machine, 
constitute the positive and negative poles, since one 
is directly connected with the conductors receiving 
the positive electricity from the generators, and the 
other with those receiving the negative. 

The Leyden jar is a glass vessel coated both inside 
and out with tin-foil up to one-fourth of its height, 
and is used to condense and store the electricity for 
subsequent discharge; a positive charge being ac- 
cumulated on one surface of the glass and^ negative 
on the other. By connecting these two oppositely 
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oharged surfaces on the oatside of the jars, by means 
of a brass rod or other metallic conductor, a dis- 
charge with report and a spark is obtained. To 
make this clearer, an opposite electricity is induced 
upon the outer surface when the inner surface of the 
jar is charged. Morton has named the current de- 
rived from these two outer surfaces, the secondary 
induced current of the static machine. 

The machine may be operated by hand-power, 
water-power, or an electric motor may be employed 
for revolving the plates. 

It will not be necessary in this connection, to enter 
into a detailed account of the various methods of 
applying this current for different therapeutic pur- 
poses, but some knowledge of the general method of 
its application will be necessary for a correct appre- 
ciation of its utilization in gynaecology, and there- 
fore a brief description of the ordinary methods of 
administration will be given. 

The method known as static msulatioriy or dry 
electric bath, consists in placing the patient upon an 
insulated platform connected with one of the poles of 
the apparatus, the opposite pole being connected 
with the ground. The brass balls are separated 
widely and the machine is set in motion. The patient 
becomes charged with electricity which passes off so 
gradually that it is scarcely noticed. The Leyden 
jars may or may not be attached to the brass rods in 
this instance. The patient is utilized as a Leyden 
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jar, and care mast be taken not to allow any object 
to come near, or a spark will pass and cause a slight 
shock. 

Another method consists in drawing sparks from 
any portion of the body, the patient being on the in- 
sulated stool. There are two ways of doing this, 
known as the direct and indirect spark. The former 
consists in disconnecting the pole from the floor, 
where it was grounded, and attaching to that pole a 
chain conductor, to which is fastened a ball electrode 
in an insulated handle held by the operator, and on 
approaching some part of the patient's body with 
this ball a spark will be drawn from it, even through 
the clothing. This is a very strong application, and 
much stronger than the indirect spark, which con- 
sists in grounding upon the floor the opposite pole 
from that connected with the platform upon which 
the patient is seated, and connecting the ball elec- 
trode by chain with another part of the floor, or with 
the gas fixture in the room, thus interposing an extra 
resistance which modifies the shock. 

Still another method of administration is that 
known as the static induced current, the manifesta- 
tion of which resembles the action of the faradic cur- 
rent. The part to be treated must be exposed, and 
moist sponge electrodes are applied in the same man- 
ner as for the faradic current. One pole may be 
taken in the hand, or may be attached to a foot plate 
upon which rests the feet of the patient, while the- 
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other is applied to the part to be treated. The brass 
balls on the sliding rods are now placed in contact, 
the machine is set in motion, and the balls are 
separated gradaally, producing a rapid succession of 
impulses which are transmitted to the structures in- 
cluded between the electrodes. The Ley den jars are 
attached to the brass rods, but the rod connecting 
their outer covering is removed. As usually em- 
ployed, the chains or conducting cords of the elec- 
trodes are attached to the outside coating of the 
Leyden jars by the hooks which serve to hold the 
rod connecting them when it is used. The strength 
of the current depends upon the distance the brass 
balls on the sliding rods are separated, and the size 
of the jars. To Dr. W. J. Morton is due the credit 
of discovering and naming this current, and point- 
ing out the changes in the machine to produce 
it, as Well as introducing electrodes which render 
possible the application of this static induced current 
to gynaacological purposes; and he has done much to 
establish its therapeutic value in this direction. In a 
valuable contribution to the New York Neuro- 
logical Society, in December, 1890,* he presented in 
a very forcible manner, the claims for its recognition 
as a therapeutic agent of equal value with the gal- 
vanic and faradic currents. In this paper he laid 
claim to a new system of administration of static 
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electricity, first published in 1880, which comprises 
the development of a rapidly interrupted and gradu- 
ated current, by means of a circuit breaker, either 
with or without condensers, and in its application 
within or without the human body, by moistened 
sponge or other electrodes, just as in employing the 
galvanic or faradic currents. The spark is removed 
to some distant part of the necessarily closed cir- 
cuit, and is no longer a direct feature of its admin- 
istration, though all the physiological effects of the 
current are retained. 

The circuit-breaker is either the approximated dis- 
charging rods above described, or may consist of a 
pair of adjustable metallic ball electrodes (Morton's 
pistol electrode, Fig. 20) having a small air space be- 




FiQ. 18. 

Static Universal Electrode, with Condensers. Otherwise same aa 
Fig. ao, but the current is more powerful. Small condensers are prefeHv 
able. 
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tween the balls which can be varied. This may be 
introduced at any point of the circuit. The current 
makes when a small spark overcomes the resistance 
of the intervening air space, and breaks when it fails 
to do sOy and the current is due to rapidly successive 
equalisation of the differences of potential of oppo- 
sitely charged condensers. 
He claims for this circuit breaker: 

1. " That time is afforded for the prime conductors 
and condensers, if used, to charge." 

2. " That it serves to regulate the frequency of the 
discharge, and collaterally the frequency of the suc- 
cessions of transient currents, so that their aggregate 
may be classed as a steady current." 




Fig. 1». 

Diagram niustrating Connections for Internal Treatment by the 
Static Induced Current, i, Indifferent 'electrode; i^ uterine or other 
Interior electrode. 
8 
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3. "That it determines the strength of the current 
which may be varied at will and with the utmost 
nicety, from a just perceptible to a most powerful 
effect." 

The variation of effect is accomplished by means of 
a device upon the principle of the pistol electrode by 
which the balls may be very slowly separated. This 
interrupting device may be placed anywhere in the 
circuit, and the same electrodes that are used for fara* 
die applications may be employed. It can be arranged 
as a moveable electrode to be held in the hand, or 
may be fixed to the cabinet or the couch upon which 
the patient reclines, wherever it is most convenient 
for the disengaged hand of the operator. Dr. Mor- 
tons finds in practice that his static induced current 
produced by condensers, and the discharging rods used 
as a circuit breaker, is the most serviceable, Fig. 10. 




Fig. 20. 

Static Universal Electrode. Interrupted primary circuit of a Holta 
Machine without condensers. t\ t, Static universal electrode in circuit. 
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It is claimed for the atcUic induced, or F^ank- 
linic interrupted current, that it possesses all the 
physiological attributes of the faradic current, and 
that it may be employed for the same purposes, 
since the impulses may be varied for producing 
muscle stimulation and contraction, or sedation in 
the same manner as the faradic current of high ten- 
sion from the fine wire coil. In fact the oscillations 
are far in excess (reaching millions per second) of 




Fig. 21.— Db. Mobton's Static VmYXBaAh (Pistol) Elsotbodb. 

anything afforded by the most rapid vibrator of the 
faradic apparatus. When we take into consideration 
the fact that what we are striving for in the faradic 
machine to effect satisfactory sedation is an increase 
of its tension or electro-motive force at the expense 
of the volume of the current, it will be seen that it 
is but an effort to approximate what we already have 
in the static induced interrupted current, and the 
claim urged for its substitution can be appreciated. 

Though the capabilities of this current in gynaco- 
logy may be regarded as only suggestive, since clini- 
cal demonstration is as yet lacking, we can see no 
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reason why it should not be just as effective in this 
direction as in others, upon the external sarface of 
the body for instance, where there is abundant evi- 
dence in its favor. Of the physiological properties 
of this current Dr. Morton says that it produces the 
most vivid and persistent muscular contraction with 
a minimum of pain, as compared with the current 
from f aradic coils, and the influence is remarkably dif- 
fusive. Accompanying the contractions which are 
painless a peculiar sensation of buoyancy is experi- 
enced. One of the most prominent characteristics 
of this current is its power of relieving pain which is 
promptly manifested, particularly in certain neural- 
gic conditions. 

The author has had only a limited clinical experi- 
ence with this current in gynaecology, but a personal 
acquaintance with Dr. Morton, who has so persistently 
urged its claims as set forth above, leads him to 
believe that it deserves more consideration than it 
has heretofore received. Apart from his rare attain- 
ments as a neuralogist, he is one of the most 
accomplished medical electricians of the day, and 
consequently has a thorough appreciation of the sub- 
ject from every standpoint. 

It will be unnecessary to take up space with illus- 
trations of the numerous electrodes used in connection 
with this current. They are to be found in the 
illustrated catalogues of almost every manufacturer 
of medical electric apparatus. In addition to the 



— 117 — 

current devices referred to above, as the pistol elec- 
trode and the approximated discharging rods with 
Leyden jars, one other especially designed for the in- 
ternal administration of sparks in gynaecology should 
be mentioned. As shown in the cut, Fig. 22, it con- 
sists of a glass cylinder completely closed, except a 
very small opening where it comes in contact with 
the vaginal surface through which the spark is drawn. 
Within this glass cylinder there is a brass ball 
attached to a sliding rod, which is manipulated by 




Fij?. 28.— Dr. Morton^s Static Spark Vaginal Electrode or Spark Director. 

^, Electrode ; a, insulating tube perforated for passage of sparic and currents; c, guiding handle 

for r^nilating length of spark and currents. 

means of a guiding handle. It is quite necessary 
that the cylinder should have only a very small open- 
ing for the transmission of the spark, for the vagina 
being a moist cavity the undue amount of moisture 
admitted through a larger opening would prevent 
spark manifestation. Therefore, the end of the 
cylinder must not be left open, as shown in the illus- 
tration of a supposed modification of this electrode in 
a recent work upon this subject. Furthermore, the 
modification possesses no novelty, as it was published 
by the French writer Mauduyt in 1784 as an ear 
electrode, having a fine wire inside of the open end 
glass cylinder, instead of a ball inside the cylinder, 
and perforated disc end, as in Morton's director. 
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The main drawback to a more universal applioatioD 
of this corrent for therapeutic pnrposes ie the expense 
of the necessary apparatus and the space it occupies, 
which is by no meaus an unimportant factor in its 
unpopularity. Until these objection's can in a meas- 
ure, be removed its use will certainly continue to be 
limited. 

Very recently the small static machine shown in 
Fig, 23 has been intioduoed foi charging the larger 
machines. Its reasonable pricL ^nd small size would 
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obviate the objeotions just mentioDed, and it may be 
the means of establishing the value of the static 
induced current in gynacology upon a surer footing. 
Its cost does not much exceed that of a good portable 
galvanic battery. It may be operated by hand power, 
but a water, gas or electric motor would be more 
convenient. The current is not produced so rapidly 
as in the larger machines, but it has proved sufficient 
for gynaecological purposes in utilizing Dr. Morton's 
induced current ; and the machine possesses the 
advantage over the larger machines that it will give 
a current in all conditions of atmospheric surround- 
ings. It consists of two glass discs placed near 
together, which are made to revolve in opposite direc- 
tions by means of belts attached to the spindles out- 
side the glass case inclosing them. Upon the outer 
margin of these discs are placed brass "carriers," 
which in revolving are rubbed by metallic brushes 
arranged within the case. Metallic combs are placed 
on either side for collecting the current, which is 
conveyed to the brass balls on the outside. 

If the plates are revolved rapidly, the current is 
produced with sufficient rapidity for practical pur- 
poses. In using this current in gynaecology, the 
same electrodes may be employed as for the faradic 
current. The conducting cords are attached to the 
hooks connected with the outside coating of the 
Leyden jars (the connecting rod being removed) when 
it is desired to use the static induced current. For 
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producing the interruptions, the pistol device may be 
introduced into this circuit with the patient, the 
sliding rod between the brass balls or poles of the 
machine being widely separated; or the interruptions 
in this the secondary circuit can be produced by 
breaking that of the primary by means of the sliding 
rod. This wjll be readily understood by referring to 
to the diagrams, Figs. 18 and 19. Fig. 20 illustrates 
the employment of the primary current without the 
jart>, by means of an interruptor placed in the cir- 
cuit with the patient. 



CHAPTER V. 

APPARATUS. 

Cabinet Batteries or Stationary Apparatus. —The 

question is often asked, what form of cabinet is the 
best? The best is always the most desirable and 
satisfactory, but it is also the most expensive. One 
who is doing much work with electricity should pos- 
sess the best apparatus obtainable, and he can ill 
afford to have anything else, though it is not by any 
means necessary to possess the mo8t expensive appar- 
atus in order to be able to do good work. For one of 
limited means to get up an outfit, a number of cells, 
say thirty or forty, set up in any convenient place, and 
the two terminal wires of the series, positive and 
negative, running to two binding posts (marked + 
and — ) placed in a convenient location on the wall 
will be quite sufficient. An ordinary table on which 
is placed a rheostat or cilrrent regulator and a mil- 
liamperemeter, the conducting cord from one bind- 
ing post to be passed through both, then to the 
patient, and the other passing from the other binding 
post direct to the patient, will form a complete and 
economical apparatus for galvanic work. It may be 
convenient and desirable to have a pole-changer 
attached to the table also, and this should be so 
arranged as not to short-circuit the current when the 
change is made. 
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No cabinet is complete without a suitable and 
reliable rheostat through which to regulate the cur- 
rent. The cell selector should not be used for turn- 
ing the current on or off, as every time a new cell is 
added or taken off a short circuiting is produced 
which will prove injurious to the cells. The only real 
value of the cell-selector is to enable the operator to 
use any number of cells desired through the rheostat, 
and thus avoid the necessity of using the whole series 
every time, which would be objectionable if a weak 
current was desired. In every instance the necessary 
number of cells should be turned on beforehand and 
the current regulated by the rheostat. The only real 
advantage then of the cell selector is to limit the 
number of cells to be used through the rheostat. This 
is, by no means, an insignificant advantage for gen- 
eral work, since with the best regulated rheostats it 
is quite impossible to employ a* mild current satis- 
factorily from all the cells used at one time. 

This fact has led the author to suggest the con- 
struction of a table top or switchboard arranged with 
a series of switches, so that five, ten, fifteen, twenty 
or any number of cells may be turned on at any time 
to be used th rough t he rheostat. By such an arrange- 
ment economy is secured, and the advantage of the 
cell-selector is substituted. Only four switches will 
be needed for a battery of thirty cells and only five 
for forty cells. The arrangement would be for five 
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cells on either side and three switches of ton cells 
each in the middle, thus: 




Fig. 24. — Author''8 Switch Board with Pole Chanokr, Rheostat, and 

MiLLIAMPRRE MbTER. 



One disadvantaore of this arranijement is tliat it 
will require more wires to be run from the cells than 
with the first described arrangement, wliere all the 
cells are w^orked together through the rheostat, in 
which case only two wires are necessary ; but it will 
necessitate fewer wires, by far, than the usual cell 
selector. The cell-selector necessitates a wire from 
every cell in addition to the terminal wires from the 
series, making forty-one wires for a battery of forty 
cells. The other arrangement by switches requires 
only six wires for forty cells, and if the battery is 
arranged to combine all the cells to be used through 
a controller, only two wires are necessary. 
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It will, of course, be understood that there is no • 
intention to belittle the conveniences of the best cab- 
inets where everything i6 combined on one board, 
including in addition to the cell-selector, pole changer 
and switch for turning the current on and off, an 
appliance for interrupting the galvanic current, and 
switches for resistance coils, useful for measuring 
resistances in scientific investigations, besides the 
faradic coil and apparatus. The advantage of 
having the cells in a cabinet, where they are readily 
accessible in case any of them become impaired, is 
not to be ignored. 

In regard to the number of cells necessary in a 
battery for gynaecological work, forty are quite suf- 
ficient, provided they are of proper construction and 
will give an electro-motive force of 1.5 volts each, 
and have an internal resistance of only one ohm. 

When it is desired to use all the cells together 
through a rheostat or controller, they are connected 
as follows, viz., the carbon of the first cell is con- 
nected with the zinc of the second cell, the carbon of 
the second to the zinc of the third, and so on through- 
out the series. Then the two terminal wires from 
the zinc of the first cell and from the carbon of the 
last are run to two binding posts, placed in some 
convenient location on the wall, and marked — and 
-f respectively. So long as the meter and controller 
are placed in the circuit between the two binding 
posts, it is immaterial where they are situated. It i» 
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purely a matter of choice and convenience. Both 
may be placed on the wire leading from either pole 
to the patient, or the meter may be placed on one 
and the controller on the other. 

If a key-board or cell-selector is used, the cells are 
first connected up in series, in the same manner as des- 
cribed above, then the terminal wire of the first cell, 
from the zinc, is run to the first button on the key- 
board, marked usually O, and a wire from the car- 
bon of the same cell is run to the button marked 
1. For all the other cells in the series, a wire 
is run from the carbon element to the other but- 
tons on the board, following in order, after 1. 
(See fig. 25.) A wire runs from the post labeled 19 
to one binding post, and another from the lever, 
labeled 18, to the other binding post marked 13. 
The socket attachment at 20 is movable, and can be 
placed on the plug of any cell of the dial, so as to 
begin with any cell in the series. 

Every physician who attempts to use electricity 
should understand clearly how his cells are set up or 
arranged, and should be able to do the work himself, 
in case of necessity, when a practical electrician is 
not at hand. Besides such knowledge will serve him 
well in case the battery gets out of order and is not 
working satisfactorily. Instead of disappointing his 
patients, and waiting for days or weeks, as sometimes 
happens, for an electrician to repair it, he can do the 
work himself. He should also be able to tell when 
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the battery has been set up correctly, and if the work 
has been done well. 

Test of Polarity.— All batteries should be tested for 
their polarity before being used for the first time, as 
it sometimes happens that they have been set up 
wrong or labeled wrong by the workmen engaged in 
their manufacture. To do this most conveniently, 
place the two metallic terminals of the conducting 
cords from each pole in a vessel of water, and turn 
on the current. Decomposition of the water will 
immediately take place if sufficient strength of cur- 
rent is employed, and bubbles of hydrogen will form 
around the negative pole. With a strong current 
bubbles of oxygen will likewise form around the 
positive pole, which may lead to some confusion; but 
the hydrogen will be the first set free, and by ob- 
serving from which surface the bubbles first occur 
the negative pole can be determined. Another test 
for determining the poles of the galvanic current, 
is the iodine test. Into a solution of iodide of 
potassium both poles are placed and the current is 
turned on. Iodine is set free at the positive pole. 
The ordinary metallic tips of the conducting cords 
will answer if care is taken to prevent the cord from 
coming in contact with the solution. Better still are 
two platinum electrodes, which are not injured by 
the iodine. 

Pole Changer.— This is a device by which the direc- 
tion of the current may be changed without changing 
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the electrodes or conducting cords. It will be un- 
necessary to describe the many mechanical devices for 
accomplishing this end. It is usually placed in some 
convenient place on the key-board, so that the pol- 
arity of the binding posts to which the conducting 
cords of the electrodes are attached may be changed 
at will. By referring to fig. 24, it will be seen how 
the change of polarity of the binding posts is accom- 
plished, as the arrangement of the wires is shown by 
the dotted lines. The movable arm marked with the 
arrow is made of hard rubber, which separates and 
insulates the two metal surfaces, forming a connec- 
tion with each of the two central posts. 

Connections.— All connections should be as perfect 
as it is possible to make them, so as to offer no resist- 
ance to the current, and when they occur outside of 
the battery they should be protected from the moist- 
ure and dust. When the cells are connected up by 
means of ordinary covered and paraffined copper wire, 
the ends should be stripped of their covering and 
scraped to remove the paraffin adhering to the surface 
before being attached to the cell. (The cells made 
by the Leclanche Battery Co., of New York, have 
these connections made of a strip of pure tin, which 
resists corrosion for a long time and is sufficiently 
pliable to allow movement of the cells when neces- 
sary.) The same precaution must be observed in 
cleaning the wires when a connection is to be made 
in the circuit, and when it occurs along the course of 
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the wire the point moat be protected from the moist- 
ure and dirt to prevent corrosion, which would cause 
a break in the circuit, or an imperfect connection, 
which would offer an unnecessary resistance. This 
is usually done by wrapping the point where the wire 
is joined with a specially prepared rubber-coated 
cloth, which adheres readily. A piece of small rub- 
ber tubing will answer as well if it is fastened at each 
end tightly around the wire. 

Wires should not lay in contact with each other 
where they are confined, as where they pass through 
an opening or hole. It is better to have each pass 
through a separate opening, and they should be sepa- 
rated throughout their course as much as possible. 

The Rheostat, Current Controller or Regrulator.— This 
is an appliance which, interposed in the circuit with 
the whole force of the battery or all the cells turned 
on, gives the operator perfect control of the current 
and renders it possible for him to increase or diminish 
it very gradually, thereby avoiding the disagreeable 
sensations to the patient that are sometimes pro- 
duced when the current is increased cell by cell. It 
interposes a resistance in the circuit which, by being 
gradually diminished, allows more current to flow, 
the resistance being greater at the start and least at 
the finish. By its use, the whole or any number of 
cells from the series may be used at once, the resist- 
ance being diminished only to the point that allows 
the desired number of milliamperes of current to 
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pass. An additional advantage in its favor is, that 
the cells are used up evenly and the whole series is 
brought into use every time, and there is no short cir* 
eniting of the cells, as when the cell selector is used 
for modifying the current. The current can be regu- 
lated with perfect certainty, and can be increased or 
diminished very gradually with absolutely no chance 
of producing shocks. The exact strength can always 
be obtained, and the patient will bear the gradual 
increase with more comfort and will be able to endure 
a stronger current (especially if she is nervous) than 
when the current is increased by adding cell by cell. 
With the cell-selector, every cell added makes such 
a sudden increase in the strength of the current (par- 
ticularly when the cells are new) that it is often 
decidedly unpleasant when a sensitive and delicately 
organized patient is under treatment, as the current 
strength is frequently increased five or ten milliam- 
peres by the addition of another cell. This is the 
more readily appreciable when using one electrode 
bare or uncovered, as is often done in the uterine 
cavity ; and it is also quite noticeable in using the 
covered vaginal electrode, because the ready conducti* 
bility of the moist vaginal surface offers very little 
resistance to the penetration of the current. 

The rheostat is used mostly for the galvanic cur- 
rent, and it may be said to be indispensable where 
satisfactory work with this current is desired* It 
may be, and often is, used to advantage with the 
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faradic curreDt also, being interposed in the second- 
ary circuit. The advantages of its use in this con- 
nection were mentioned in speaking of the indaced 
current. 

The Bailey water rheostat (old form) is a large jar 
half filled with water, covered with a cap through 
which a notched rod passes, and to which a thumb 
wheel and ratchet is affixed. Attached to this 
metal rod within the jar are two pairs of carbon 
plates insulated from each other, each pair being con- 
nected with a separate rod running parallel with the 
central rod, and terminating in a binding post for 
connection with the wire from the battery. The 
carbon plates are made pointed as they enter the 
water and a piece qf sponge is attached to the extrem- 
ity of one plate on each side. An improvement upon 
this has been suggested by Dr. Wellington Adams, 
of St. Louis, viz: a small hole is drilled into the point 
of the carbon plate and a piece of graphite from a 
lead pencil is inserted to take the place of the sponge. 
In this instrument the current must pass through the 
water intervening between the two pairs of carbon 
plates as they are lowered into it by means of the 
ratchet arrangement on the cover of the jar. When 
the plates and points are out of the water, no cur- 
rent passes, and as they are lowered into the water, 
the distance between them is gradually diminished 
and with it the resistance. But when they are 
completely immersed there is still a resistance of 
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from ten to twenty ohms. The instrument pos- 
sesses some serious defects. The metallic connec- 
tions with the carbon soon corrode, creating a 
high resistance and finally a break; and the con- 
densation of the moisture within the jar upon 
the insulating material separating the plates, forms 
a medium of connection between them which allows 
some current to flow before they touch the water. 
A very serious objection is that the ratched or 
cog-wheel arrangement, for lowering and raising 
the plates, will wear, become loose, and they will 
sometimes drop suddenly into the water if the hand 
is removed from the wheel which manages it; an ac- 
cident which would produce a very disagreeable shock. 
It, is however, the best water rheostat in the mar- 
ket. The current can be regulated at the start to a 
nicety not possible with other instruments of this 
kind, and this can be accomplished with full battery 
strength of 100 cells, though when the second plate 
of each pair, which has no sponge tips, touches the 
water, there is generally a jump of several milliam- 
peres, which would be objectionable in some instances; 
but this might readily be avoided by pointing the 
extremity of these plates also. It is in no sense a port- 
able rheostat, however, and should be fixed in pos- 
ition to avoid upsetting. In addition it is awkward 
and unsightly. It cannot be considered very con- 
venient for the operator to manipulate, and should a 
rapid removal of the current become necessary it 
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cannot be aocompli^hed 80 readily as with some of 
the other forma of rfaeoetat to be described. 

Tho Law Telephone Co., who make the Bailey 
rheoatat, have abandoned -the one jiiat described, in 
favor of a new form shown in the cut. Instead of 
four carbon plates there are but' two, so arranged 
that by means of a thumb screw they may be sepa- 
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rated to the extent of complete removal frora the 
vater, or brought together, removing all resistaoce. 
There is an immense resistance when the sponge tips 
juHt touch the water, which'affords perfect regulation 
of the current from a large number of cells. The 
illustration is one-third the actual sise. 




Fig. ST.— The «*> 



The Massey CuiTent Controller is a modification of 
the old Butler rheostat, introduced by Dr. Butler, in 
. Its resietiiig medium is a light coating of graph- 
ite or pencil lead rubbed on a flat disc, which coating 
narrows down from a broad base to a point. Ab 



— 195 — 

<K>n8tnicted by the original maker. Otto Flem- 
ming, of Philadelphia, for Dr. Massey the disc is of 
marble and the surface for the coating of lead is 
marked out by a groove cat in its surface. The base 
of the penciled surface where the metallic connection 
is'made, is nickel plated, and the connection is made 
by spring pressure directly upon the plated surface, 
the whole connection being covered by a cap of hard 
rubber fastened down tightly to protect it. The 
plated surface projects out beyond this cap on 
the surface of graphite coating, and is coated 
over with the graphite making the connection 
with it perfect. As modified for the author 
by the Waite & Bartlett Mfg. Co. the disc is 
made of slate with the cone shaped surface rough- 
ened for retaining the graphite coating. The advan- 
tage of the slate is that it does not become soiled like 
the marble, and it always presents a neat appearance. 
The brush for moving^ over the resistance sui'face is 
made of spring brass nickel plated., sufficiently broad 
to span the broadest part of the leaded portion, and the 
spring is split up in several places to insure perfect 
contact over the entire surface upon which it rests. 
One of the binding posts attached to the wooden 
frame surrounding the disc connects with the base 
of the leaded surface by means of the spring contact 
under the cap, and the other with the central pivot 
to which the brush is attached by a lever; so that 
there is a break, so to speak, between the two when 
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the brush stands at the point marked ''start'' removed 
from the coated surface. As the brush is moved up 
on the graphite the resistance is diminished the 
nearer it approaches the base. The graphite, which 
is really a good conductor of the current, when 
spread out over a flat surface like this offers consid- 
erable resistance. In order to increase the resistance 
at the start, so as to permit the current to be turned 
on gradually from a battery of a great number 
of cells, it is necessary to make the graphite 
coating very much thinner there than elsewhere, 
and if too much has been put on, it should be 
rubbed off until its presence is scarcely perceptible 
at and near the starting point. The only objection- 
able feature about the instrument is the perishable 
character of the graphite coating, which is being con- 
stantly rubbed off by the brush, but it is easily 
renewed by rubbing over the surface a carpenter's 
lead pencil, or in fact an ordinary pencil, but the 
former having a larger surface of lead, the coating 
can be renewed more rapidly. It is possible with 
this rheostat to gradually remove the entire resistance 
by moving th'e brush up over the surface which has 
been covered with graphite, or at least the remaining 
resistance is so little as to be inappreciable. 

The advantages of this rheostat are that it is flat, it 
occupiei^ a very little space, it cannot be upset, and the 
connections are practically indestructible. It can be 
readily removed from the cabinet or table and trans- 
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ported for uee elsewhere, though ilB size (the diam- 
eter beiDg about seven or eight inches) maUfs it 
rather an awkward instrument for carrying conven- 
iently in a bag. 

Becognizing the fact that a smaller rheostat for 
use with a portable battery at a patient's house — one 
whiuU would be small enough to make a convenient 
package or that could be carried in the pocket from 




place to place — would be desirable, the author was 
led to suggest the modifi cation of this rheostat shown in 
the cut, figure 28, which is made forhimbythe Waite 
& Bartlett Mfg. Co. It is a small disc of slate, 
only three inches in diameter, marblcized on the upper 
face, and around the side Around the margin of 
the upper face is a raised surface about one quarter 
of an inch wide, not marbleized but roughened for 
receiving a coating of graphite. The connections 
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are made in the same manner as in tlie Massey instru- 
ment. The contact of the lever with the graphite sar- 
f ace, is made by a smidl wheel, ground to fit the raised 
surface which is made level, and in front of the wheel 
is placed a projecting spring pressure foot» like that 
on a sewing machine, to which is attached a piece of 
graphite for constantly renewing the coating. The 
object of the wheel is to make it move more smootiily 
and to avoid sudden jerks. The lever is turned by a 
thumb screw fixed to the pivot passing through the 
center of the disc, and can be manipulated with 
greater ease than the other instrument. This rheo- 
stat is small enough to be carried in the vest pocket 
and is very useful and efficient. It can be used with 
forty or fifty cells as satisfactorily as the other instru- 
ment, but the same care must be observed not to 
have the graphite coating too heavy at the starting 
point. Nearly all the resistance is cut out at the 
finish. A larger size is made but it is not so convenient. 
Fig. 20 represents a rheostat recently introduced 
by the Chloride of Silver Dry Cell Battery Co., of 
Baltimore, designed by Mr. Charles Willms, of the 
firm. The resisting material, consisting of common 
glue, graphite and metal filings (brass preferred), is 
placed on the under surface of the top plate; the 
graphite being really the resisting material, the brass 
filings collecting the current and conducting it to the 
metal contact points leading to the surface, where the 
turning crank forms a connection with them. 




The rheostat shown in Fig. 30 was devised by J. C. 
Vetter & Co., of Kew York. It is small, convenient, 
and a very satisfactory instrument. Tlie principle of 
construction is the effect of vai-iatioo in resistance, 
wliioh takes place in carbon with a change in pres- 
sure. A quanlity of specially prepared carbon in a 
tinely divided state is placed in a small rubber pouch 
or cylinder, which is enclosed by two metal plates to 
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which the two sides of the circuit iire cooiiected. The 
tower plate is fixed to tbe base of the inBtrnment, 
and the other, traveling in upright guides, can be 
depressed by means of a screw with a fine tliiead, bo 
as to compress the carbon in the rubber cylinder. In 
thia way, the current passing can be adjusted with 
the greatest nicety. The variation in the resistance 




of the rheostat follows the movements of the screw 
through very wide limits, thus controlling from off 
or no current to the full capacity of the battery. 

To introduce any of these rheostats into the circuit, 
the battery wire from either pole is attached to one 
binding post and another wire attached to the other 
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binding post leads to the patient. Some of the 
Massey rheostats are made with four binding posts 
for the purpose of avoiding confusion in connecting the 
instrument with the battery, but this precaution is 
entirely unnecessary. The two binding posts on the 
lefty marked C at the back and P at the front, are 
connected directly with each other by a wire running 
under the bottom of the frame, while the other two 
are the same as described above. 

Fig. 31 represents a switch-board introduced by 
de Watteville, of London, for combining the galvanic 
and faradic currents for simultaneous administration. 
The conducting cords from the galvanic battery are 
attached to the binding posts on the left, marked G, 
and those from the secondary coil of the faradic bat- 
tery are attached to the posts on the right, marked 
P. A combination switch is arranged between 
these, which when turned towards the side marked 
6. furnishes the galvanic current only from the 
binding posts on the front of the board to which 
the conducting cords leading to the patient are 
attached. When this switch is turned to the 
other side marked F. the faradic current only 
is obtained from the front binding posts. But when 
the switch stands straight in the center, between the 
galvanic and faradic posts, a combination of the gal- 
vanic and faradic currents is furnished from the front 
posts. A pole changer is placed a little in the rear 
and between the front binding posts. The strength 
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H In the absence of this switch-board, which is very 
^M convenient and satisfactory, and shoald be placed 
^B upon every cabinet apparatus, the combination may 
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be brought aboat by coDnecting one pole of the gal- 
vanic' battery (from binding posts) to the opposite pole 
of the secondary faradic (at the binding post for that 
current) and attaching the electrode cords to the two 
remaining binding posts, which will constitute one gal- 
vanic binding post and one faradic. That is, connect 
the negative post of the galvanic battery with the posi- 
tive of the faradic ; then connect one electrode with 
the remaining galvanic post, which will be the posi- 
tive, and the other with the remaining faradic post, 
which will be the negative. 

De Watteville employs this combination to secure 
a greater penetration of the faradic current for cer- 
tain deep-seated painful conditions, which are not 
affected by this current employed alone because of 
its superficial action. It is particularly adapted for 
application to the abdominal organs. 

The Milliampere Meter.— The meter is a delicate 
piece of mechanism introduced into the circuit for 
the purpose of measuring the current strength or 
intensity of the galvanic current. It is beyond the 
scope of the present work to describe the mechan- 
ism of the different varieties of these measuring 
instruments, and it will only be necessary to say that 
those in general use are of two kinds — one depending 
upon the influence of the earth's magnetism to hold a 
magnetic needle, swung horizontally upon a friction- 
less pivot, at the zero of the scale, and the current 
passing through a coil of wire arranged near it, causes 
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a deflection to the one side or the other according to 
the direction of the current ; the other depends upon 
the influence of a permanent fixed magnet. A third 
variety, but little used now, depends upon the influ- 
ence of gravity. 

The one which depends upon the earth's magnetic 
influence is subject to variation according to location^ 
because there is a variation in the earth's magnetism 
in different locations on the surface of the globe, 
hence an instrument of this kind which would register 
correctly at the place where it is made (for instance 
in some foreign country) may not be accurate if 
used elsewhere, if there is a difference in the mag- 
netic influence between the two places.* The one 
depending upon the influence of a permanent mag- 
net is not influenced by this variation, but all mag- 
nets are apt to deteriorate in power, and lose, in a 
measure, their influence, and for this reason meters 
constructed upon this principle become inaccurate in 
time; nevertheless these difficulties may be overcome 
by having them recalibrated or corrected at intervals 
to insure their accuracy.f 

Until very recently, these instruments have been 
open to a more serious objection, viz.: that it was 
difficult to find any two that would register alikOi 



♦The difference is really so slight as to be of little moment 
f Meters which have a permanent magnet in the controlling 
field will read higher as the magnet deteriorates. 
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and in some the discrepancy was considerable. The 
discovery of this fault led the anther, about a year 
ago, to investigate the cause and endeavor to have 
it rectified. He called together all the meter manu- 
facturers of this country and invited them to bring 
their most accurate meters with them for a test. All 
but two responded and showed a desire to aid in 
establishing a uniform standard of measurement. All 
the meters manufactured in this country, including 
those made by the two firms who absented themselves 
(their instruments being secured from physicians who 
had them in active use), were put to a practical test 
with those of foreign make, which included the Gaiffe 
and Eidleman. There was considerable variation in 
some of the instruments. This was accounted for by 
the fact that some had used the B. A. unit of resist- 
ance for calibrating, while others had used the legcd 
ohm. This difficulty could be overcome by adopting the 
legal ohm as the standard unit of resistance. A resolu- 
tion to this effect was adopted, which will hereafter se- 
cure uniformity of measurement, at least in the meters 
manufactured in this country. The author has the 
written assurance of all the manufacturers, including 
the two firms referred to above, that this resolution 
will be adhered to in the future, so that a comparative 
degree of accuracy may be depended upon now. In 
the present state of the question there is no choice in 
regard to any of these instruments except in the mat- 
ter of design. They all are or should be accurate. 

10 
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If any two are discovered that do not agree, they 
should be sent to their respective makers with a 
demand for recalibration (correction).* 

Meters depending upon the earth*s magnetic influ- 
ence are subject to less variation, and are to be pre- 
ferred for this reason, but they require very careful 
handling, and must be set perfectly level. Those witlv 
a perpendicular needle depending upon a permanent 
magnet are more portable and more easily adjusted. 

The dial or scale should be marked separately for 
each individual instrument. In other words the dial 
should be made or marked according to the deflections^ 
of the needle, and not stamped out before, and the^ 
needle adjusted to it. Meters with shunts for mag- 
nifying the readings of the scale are not as reliable 
as those with direct reading scale. 

A cut of both varieties of meter have been intro- 
duced. Fig. 32 represents a milliampere meter with 
horizontal needle, and Fig. 33, the same instrument 
with perpendicular needle. 

*At the recent meeting of the American Electro-therapeutic 
Association a committee was appointed to confer and decide 
upon a plan which would bring about a more uniform standard 
of registration. It was suggested that every meter should be 
sent to some scientific institution to be tested and registered 
before being put upon the market; a certificate of accuracy or 
corrections to be furnished with each instrument as with Yale 
tested thermometers. This will increase the price of these 
instruments somewhat, but the purchaser should be willing to 
pay this additional cost to have an accurate measuring instru- 
ment. 
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^^^F Eiternal or Indifferent Eleclrodes.— Many attempta 
^^^1 bave been made to Bitbntiuite someOiing better, or 
^^H improve upon the Apostoli clay electrode, bo aa to do 
^^^1 away with some of its supposed ohjectionB, Ak used 
^^^1 hy Apostoli it is certainly objectionable, being tncon- 
^^^1 venient, uncleanly, and trouhlesome to keep in con- 
^^^H ditioQ ready for use. Aa pictured in catalogues of 
^^^B electrical manufacturerB in this couDtry it is not as 
^^^1 he uses it. He has a flat, moist cake of modeler's 
^^H clay, the consistence of putty, round and irregular in 
^^H outline, about ihree-qiinrters of an inch thick, inclosed 
^^m in a piece of gauze. The metallic plate, which is ef ^^ 
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sheet block tin, about 3^ by 5 inches, is placed on 
the back, partially imbedded in the clay, with wire 
connection permanently attached (soldered). This is 
laid on an ordinary towel with the plate side next 
to the towel. The other smooth side, with no cover- 
ing except the gauze, is applied to the surface of the 
skin. After awhile the meshes of the gauze become 
imbedded in the clay, and the pad appears to have 
no protective covering. The object is to apply the 
clay evenly to the whole surface, so that it will adapt 
itself to all the irregularities of the surface, making 
a perfect contact. Unquestionably this is the most 
perfect electrode of its kind yet introduced, in that 
it allows the use of the strong currents necessary 
with a minimum amount of inconvenience to the 
patient. It is not necessary to make one fresh every 
day, but it will need frequent renewal. 

The author has introduced a modification of this 
electrode, which is free from its objectionable feat- 
ures, and believes that an experience of more than 
three years' constant work with it, justifies him in say- 
ing that it is as near perfect as can be desired, and 
in every way satisfactory. A cut of this modified 
Apostoli clay electrode is shown in Fig. 34. Clay 
has been adhered to as a basis of its composition, 
because it is believed to be more satisfactory in 
every respect, than any other material. It is of con- 
siderable importance that the clay should be of good 
quality. Ordinary clay will not answer, being too 
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friable, and not suilicently dense and adhesive. 
Scalptors' clay, which has been especially prepared 
for modeling, and which can be manipulated like 
putty, is the only kind fit for the purpose. The 
white clay is preferable. This can be obtained from 
any dealer in artists' materials, and is furnished 
by Devoe & Co., of this city. It can be ordered 
through any druggist. I am thus particular because 
I insist that the user should make his own clay 



Fig. 34.— AiTTHOR*s Clay Electrode. 

electrodes or have them made under his super- 
vision. In that event it will be necessary for him to 
know just how they should be made. The material 
is usually furnished in a plastic condition ready for 
use, but in transportation, from being exposed, it will 
dry out, and will sometimes come to hand dry and 
hard. When in this condition, wrap it up in a wet 
towel, and keep it constantly wet until of the proper 
consistence. It may take several days, and it may 
be necessary to crack off a small piece, about the size 
desired, so that the moisture can more readily penetrate 
to the interior of the lump. When of the proper con- 



,^ 
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-sistence, it is to be moalded and worked into a flat cake, 
^nd then placed on an even, flat surface and rolled 
with a rolling pin (sach as used for dough) until it 
has a uniform thickness of three-quarters of an inch. 
The desired size is then cut out of this cake with a 
knife. Place under it a thin layer of absorbent cot- 
ton, which will reach over the edge all around and 
lap over on the back. Before adapting the cotton 
to the back surface, place the metallic plate upon 
it and press it into the clay until it adheres. 
This plate, which is of block tin, should be 
perforated with numerous holes, to facilitate ad- 
hesion to thie surface of the clay. Thin sheet lead 
makes a very good plate, being nearly as pliable as 
the block tin, but for general use the woven brass 
wire gauze is perhaps the best. Its only disadvantage 
is that it is springy, being flexible biit not pliable, and 
the electrode will not adhere to an irregular surface, 
unless constant pressure upon it is maintained. The 
«ame objection does not hold with the block tin 
plate, which retains any shape given it. After the 
metallic plate is applied, the clay cake, with cotton 
<;overing, is lifted up, and a piece of absorbent gauze, 
or surgeons' lint with the smooth side down, is spread 
■out evenly and the cake placed upon it. This, which 
is to form a covering, is lapped over on the back 
(over the plate) and sewed on neatly. There should 
be no seams or irregularities on the under surface 
which is to come in contact with the skin. A per- 
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foration must be made for the connecting cord or 
wire through this covering. When finished, the 
upper side or back of the electrode is covered with 
rubber cloth or sheeting, sewed on around the edge 
of the cake, and trimmed off evenly all around, leav- 
ing only the surface 'to be applied to the integument 
free. This forms a protection^ for convenience in 
handling the electrode, prevents wetting the cloth- 
ing, and serves, likewise, to keep the cake moist 
when not in use, which it will do for several days or 
a week if placed right side down (rubber side up) in 
a drawer, the bottom of which is covered with rub- 
ber cloth or oil silk. When completed the whole 
covering should be wetted thoroughly and kept so. 
The covering of absorbent cotton next the clay, serves 
the double purpose of retaining moisture to keep the 
clay in a plastic condition, always ready for use, and 
protects the surface to which it is applied from being 
soiled. Just enough clay transudes the layers of cot- 
ton and gauze to fill all the interstices and favor per- 
fect conduction, though not enough to soil, to any 
great extent, a surface to which the electrode is 
applied. 

These electrodes may be made of any desired size 
ox shape to suit the convenience or fancy of the user» 
They are always ready for use, neat, easily handled^ 
and will last for a long time. They can be washed 
off with soap after being used and put away 
clean for the next time, and when necessary, the 



covering can be renewed as well as the layer of 
absorbent oottoa. The rubber back can be kept 
wbite and clean by rubbing it off with soap or sapolio 
occasionally. If they become too soft, they should 
be left exposed to the air right side up for twenty- 
fonr hours. Never try to alter the shape or bend the 
pad unless it is soft and thoroughly pliable, and it 
is never tit for use unless in that condition. 




These woven wire gauze electrodes are of various 
sizes. 




CLIT ELEOTBODia. 



It is very necessary, both for the comfort of the 
patient and to facilitate the penetration of the cur- 
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rent, to have the external clay electrode, not only 
thoroughly moistened and pliable, bat also, warm, 
and to secure this the author introduced the electrode 
warmer shown in the cut, Fig. 36. It consists of a 
flat jug made of zinc, about the size of a good sized 
bound book. Its upper flat surface, which 'is sur- 
rounded by an elevated rim, measuring 8x12, is left 
plain — that is not enameled or japaned like the 
remainder of the surface of the jug — and upon this is 
placed the pad, clay side down. The pan is 3^ inches 
deep, is hollow for holding hot water, ^nd rests upon 
four cork feet attached to the bottom. At one end 
is a mouth for filling it, closed with a screw stopper 
protected by a rubber washer. This warming pan, filled 
with hot water, will retain the heat for several hours. 
Several clay pads are placed upon this, one upon the 
other, and are soon thoroughly warmed through. In 
this way, they are kept ready for use during office 
hours. In very cold weather, if the water in the jug 
cools off, it can be readily emptied and refilled. Many 
ways of keeping th^se electrodes warm have been 
tried, but none have been so satisfactory as this. 
Any device with a flame under the pan drys the clay 
and renders it brittle and unfit for subsequent use. 

Of the other forms of external electrodes it will 
only be necessary to say a few words. One devised 
by Dr. Franklin H. Martin resembles an inverted tin 
basin. Over the bowl is stretched an animal mem- 
brane, and its interior is filled with water by means 
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of a tube attached to a faucet or stop cock. The 
membrane becomeB wet and forms the surface of con- 
tact with the skin, the connection with the battery 
being made through the metallic bowl. It is objec- 
tionable because unwieldy, and if the membrane 
becomes perforated the patient will be deluged. Dr. 
Lapthorn Smith uses the same electrode, but fills the 
basin with wet clay soft enough to be poured in. 

Dr. J. H. Kellogg, of Battle Creek, Mich., has 
devised a flexible, adhesive electrode for the external 
surface, to be used dry. It is made by dissolving 
twenty ounces of the best gelatin in ten ounces of 
boiling water and adding ten ounces of glycerine and 
two drams of sodium chloride. The liquid is heated, 
and ten ounces of finely pulverized gas-carbon 
(graphite) added and thoroughly mixed. 

To make an electrode, a thin layer of the mixture 
is poured into a shallow tin pan of the size desired for 
the electrode, the inner surface of which is besmeared 
with vaseline. Upon this layer is placed a piece of 
sheet lint of sufficient size to allow the edges to be 
turned up about one-half inch around the sides of the 
pan. Upon this is poured more of the mixture, suffi- 
cient to saturate and cover the lint ; another piece of 
lint is applied, and the process is repeated until a 
suitable electrode is cast. Two layers are usually 
sufficient. A piece of brass- wire cloth, to one corner 
of which a binding post has been attached, is next 
applied, and over this more of the mixture, and then 



— 166 — 

another piece of lint. The wire cloth and the last 
layer of lint may be a trifle smaller than it is desired to 
hare the electrode. Lastly, the upturned edges of the 
first layer of lint are folded over the back of the elec- 
trode, and a sufficient quantity of the mixture applied 
to bold them in place. When the electrode is cold 
and sufficiently hardened it is carefully removed from 
the mold. If the surface of the electrode is not per- 
fectly smooth, or become roughened by use, it may 
be polished with a hot spatula ; if the electrode 
becomes cracked or its surface very irregular, it may 
easily be repaired by applying a little of the hot 
gelatiu mixture and smoothing with a spatula. This 
electrode is light, clean, adhesive, a good conductor 
of electricity and durable. 

The punk electrode devised 
by Englemann is one of the best, 
but it is difficult, even impos- 
sible, to obtain the punk of 
uniform thickness, and the aur- 
Tfie. ST.— Qeoroe j. enqlb- face to which it is applied will 
-u™-8 Pc«x ELBOTOODE. (^^ bumcd iri spots where it is 
thinnest. He uses as a plate perforated sheet 
lead, which would seem to be easily moulded to 
irregular surfaces, but in fact it becomes wrinkled 
and so uneven that a very imperfect contact is pos- 
sible at best. The same plate has been used covered 
with chamois skin, but the protection is not sufficient 
for any but mild currents. Massey prefers a flat coil of 
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copper wire covered with a thick layer of absorbent 
cotton held in place by small rubber bands ; but this 
electrode can only be used comfortably with mild cur- 
rents, and must require constant renewal of the cotton 
to keep it fresh and clean, as it cannot be washed. The 
sponge electrode has been very properly done away 
with, being unclean and expensive. For ordinary 
external application with hand electrodes, Piffard has 
suggested absorbent cotton covered with a layer of 
gauze and retained in place by a spring band of 
hard rubber around the rim of specially prepared 
handles ; and he very properly suggests that it should 
be prepared fresh and clean for every patient. For 
the same purpose, the author has used the combined 
dressing consisting of a thick layer of absorbent 
cotton with gauze on either side, which is more con- 
venient. A circular piece of the desired size is cut 
off and applied to an electrode handle, being held in 
place by a rubber band or ring. 

For gynaBcological work the clay electrode described 
above is unquestionably the most desirable and con- 
venient, and can be made in anv size from the small 
hand electrode to the abdominal pad. A very con- 
venient size for many purposes is 4 x 6 inches 
which can be used with a current of fifty milliamperes 
or less and can be easily slipped under the clothing, 
necessitating very little inconvenience. It is impor- 
tant to know that with the use of stronger currents 
the size of the external electrode must be increased, 
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and perfect contact with the integument must be 
secured in order to make them bearable, besides less 
battery power will be required to obtain the same 
strength of current with large than with small elec- 
trodes. In order to distribute the action on the in- 
tegument the author has often made use of a bifur- 
cated conducting cord and applied one electrode to 
the back over the sacrum and one to the abdomen, 
both being connected with the same pole. It has been 
suggested to make the external electrode in the form 
of a belt encircling the body, which would be a good 
idea for a sensitive skin, when localization of the 
interpolar action is not necessary. All external elec- 
trodes should be applied thoroughly wet.* 

The Yaginal Electrode. —Any electrode whether 
covered or not when used upon a mucous or moist 
surface, must be composed of some material not acted 



*Dr. Massey has suggested soaping the surface of the exter- 
nal electrode to soften the skin, diminish its resistance, and 
lessen the irritation produced by strong currents. This wiU 
be very seldom required if a properly constructed clay elec- 
trode is employed. Where the skin is found to be unusually oily, 
offering unusual resistance, it should be washed off with alcohol 
or ether before applying the electrode. 

Dr. K. J. Nunn of Savannah, Qa., has suggested placing a 
piece of wet chamois skin next to the skin, and between it 
and the electrode for the same purpose. He claims that the 
most intense currents can be administered in this manner with- 
out the least unpleasant effect upon the integument. 
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upon by acids, if the positive polo is to be con- 
nected with it. The oxygen and acids which collect 
at that pole in the decomposition induced by the cur- 
rent, causes all metals except platinum and gold to 
be corroded. The author introduced some three 
years ago, a ball eloctrode made of gas carbon (see 
Fig. 38) for use in the vagina, designed particularly to 
be used with the positive pole, but it can likewise be 
used with the negative, so that the usual metallic 
ball is unnecessary except for the convenienee of tai- 




Fijf. 88 — Author's Carbon Bai.i. Clay Tovered Eleptuodk. 

adic applications. For ordinary applications of mod- 
erate strength of from ten to twenty milliamperes it 
may be covered with absorbent cotton for protection, 
but for stronger currents he advised a protective 
covering of clay. So far as he knows, he was 
the first to introduce and use the carbon ball with 
clay covering, though it has been incorrectly claimed 
by another writer, without reference to its originator. 
As shown in the figure, it is as it was presented to 
the N. Y. Academy of Medicine in 1888. The carbon 
ball is about the size of an ordinary round vest button 
fastened on an insulated shaft and' handle. It is sur- 
rounded by a lump of plastic clay making it the size 
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of a large marble; a very thin layer of absorbent cot- 
ton is twisted around it and a piece of absorbent 
gaaze for a cover to hold the clay in place, is pat on 
over all and retained by a rubber band aroand the 
insulated shaft close to th^ ball. When it is to be 
used an additional piece of absorbent cotton is twisted 
around it and moistened. After it has been Used 
once, this outer layer of cotton is removed, the elec- 
trode is washed and a fresh piece is applied for the 
next patient. The first layer of cotton under the 
gauze covering, keeps the clay moist and prevents 
it from oozing through the gauze when it becomes 
very soft. The clay should be renewed often if the 
electrode is used very much, since it may become 
saturated with septic material and acids. To avoid 
irritation when the positive pole is used the author 
suggested dipping the electrode in a solution of 
bicarbonate of soda previous to introducing it, to 
neutralize acids which collect at that pole. Later he 
found that coating its surface with egg albumen 
afforded greater protection. It protects by receiving 
the action instead of the tissue with which the elec- 
trode is in contact; Massey suggested the use of 
soap for the same purpose. Though good, it is not 
equal to either the solution of soda or the egg albu- 
men. The author has often used 100 milliamperes 
with the positive pole for five minutes with this elec- 
trode without irritating the vaginal surface, and as 
much as 200 milliamperes with the negative pole. 
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This is not ofleo necessary but goes to show how 
muoli proteotjon ie afforded by this covering or lilny. 
He has had it in use now for more than three years 
and ia satisfied that it is the only electrode that should 
be used in the vagina with tlie galvanic current. 




Adthou's Bfeci 



To facilitate the induction of ball electrodes when 
the ostium vaginie is narrow, the author introduced 
the speculum shown in the cut Fig. 39, which con- 
sists of two Sims' blades joined in opposite direc- 
tions by a short shank which allows it to be used in 
either the dorsal or lateral position of the patient* 
The ball slips along in the groove in the blade which 
is removed when the electrode is onoe inside the 
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▼agina. -The position of the ball is adjusted by 
means of the index finger introduced along the shaft 
of the electrode after withdrawing the speculum. 
Usually the electrode can be removed from the vagina 
with the assistance of the finger but when this is diffi- 
cult or causes inconvenience to the patient, the specu- 
lum is re-introduced and the ball withdrawn along 
the groove, while the perineum vs retracted slightly 
by traction downwards and backwards upon the free 
blade of the speculum. This speculum has been 
found so convenient for all gynaecological manipula- 
tions where a speculum is required, that it has almost 
completely superseded all other instruments of the 
kind in office work. It can be held by the nurse as 
easily as the Sims', and can be managed with greater 
ease and convenience by the operator alone than any 
other speculum. Being small and occupying little 
space, it can be carried handily from place to place 
even in the hip pocket. To hold the instrument in the 
vagina for retracting the perineum so 'it will not slip 
out, the direction of the force to be applied must be 
borne in mind. It must be made backwards and 
inwards in a direction parallel to the internal blade, the 
beak of which must be inserted behind the cervix. 
The thumb occupying the position shown in the cut 
acts as a fulcrum, and directs the beak of the inserted 
'blade towards the sacrum. 

An elevator for lifting the anterior vaginal wall, 
when it is desired-to expose the cervix to view in the * 



dorsal poflture, is fumished with the speoulanu It is 
hooked oDder the pubes and held by an assistant or 
the patient herself. 




This apeouluni can be insulated by a covering of 
hard rabber, by any dentUt. The rubber is applied 
evenly vliile in a soft state, surrounded by a plaster 
of Paris mould and vulcanized. 
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SPECIAL FORMS OF ELECTRODES FOR GYN>ECOLOGI- 

CAL WORK. 

The Dilating Negatiye Electrode for the reryix — 

This electrode, shown in the figure, was designed for 
dilating the cervical canal bat may be used for any 
negative application to the whole uterine canal where 
a bare electrode is required, if the canal does not 
measure more than two and a half inches. 




Fig. 41.— Author's Intra-utbrine Nbgativb Eubotrods, S-stems. 

It has five nickel-plated copper tips, of different 
sizes, which screw into an insulated nhaft or handle. 
These tips are two and a quarter inches long, conical 
at the point, and correspond with the numbers 9, 1 1, 
13, 15 and 17 of the French scale, the smallest being 
about the size of the ordinary uterine sound. Being 
made of copper, they can be bent to suit the curve of 
the canal. There is a shoulder at the junction of the 
metallic tips with the shaft, which prevents cpntact 
of the electrode with the fundus by limiting the pene- 
tration of the electrode beyond that point. They were 
designed to take the place of the bulb electrode intro- 
duced by Dr. Henry D, Fry, of Washington D. C.^ 
for the same purpose, (see Fig. 53) and are preferred 
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because they are more easily introduced, and the cur- 
rent can be applied to the whole length of the canal 
after the constriction has been passed. Until the con- 
striction yields, the action of the current will be great- 
est (where it is necessary) at the point where the firmest 
pressure forms the best contact, and after relaxation 
occurs it will be distributed equally throughout the 
length of the canal, diffusing the local action. These 
electrodes should be used only with the negative 
pole since the metal is corroded by the action 
of the positive pole, which would destroy the tip and 
provoke undesirable irritation of the endometrium. 

Any electrode which is corroded by the action of 
the positive pole should never be used with that pole 
either in the uterus or vagina. 

Eleetrodes for Positive Pole. — These should be 
made of platinum, gold or carbon, which are not 
affected by the action of the acids, oxygen, and chlo- 
rine with the heat generated at the positive pole. 
The expense of the platinum which is really the only 
one of the two metals named not subject to action 
(gold being consumed after a time) has led to many 
attempts to substitute something cheaper, but with 
little success. Platinum is the only reliable and last- 
ing material for the positive electrode, and is really 
cheaper in the end, being everlasting. Aluminium is 
not satisfactory. 
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The ApoBtoli platinnm sound, shown in the cut, is 
a rod of solid platinum twelve inohes long^ the size 
of the ordinary copper uterine sound. This slides 
through the center of an ebony handle, and can be 
set at any length by a thumb screw in the handle. 
The insulation is furnished by a celluloid sheath or 
tube which slides over the exposed portion of the 
sound outside of the handle. There are seversLl 
lengths of the sheath or insulating tube which, with 
the thumb screw in the handle, allows any desired 
length of the sound to be exposed for action. The 





Fig. 4S. Db. Apoenrou^s Intra-utbrink Eubctbodb of Platinuic. 

object of this arrangement is to have in one instru- 
ment an electrode for application to the uterine canal 
of any length from two and a half inches to jsight or 
nine inches. Thus the same instrument can be used 
for applications to a moderately hypertrophied uterus, 
as well as to the enormously enlarged fibroid uterus, 
and the entire length of the canal can be submitted 
to the action of the current in each instance. It can, of 
course, be used with the negative pole also. Apostoli 
believes that often when the uterus is diseased and 
requires this treatment, the whole organ should be sub- 
mitted to its action, particularly the endometriuni 
from the external os to fundus. Besides a greater 
length and extent of surfaces is exposed to contact 
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with the tiBsaeB, and, as is eome- 
(imee desirable, a stronger cur- 
rent can be employed vitb less 
local oanstio action. For cod- 
trolling aterine heemorrhage he 
usaally snbmita only the aterine 
cavity to the action of the cur- 
rent, nsing a carbon electrode, 
to be described further on. 

Fig. 43L.Bhows a platinum elec- 
trode poHsessing all the advan- 
tages of Apoatoli's and less than 
one-third the coat, because there 
is very much leaa platinum, aqd 
the handle is simple in design. 
The shaft and handle is that of 
an ordinary copper uterine sonnd, 
to the extremity of which is at- 
tached either five or seven 
inches of platinum which is con- 
tiimous with the shaft. It is 
insatated with a tube of catheter 
material, tipped at each end with 
hard rubber,which being flexible 
may be easily removed for clean- 
ing. A movable slide with set- 
screw on the shaft, adjasts this 
insulating sheath so as to expose 
the desired surface of platinum 
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beyond. The sheath is so proportioned that the dis- 
tance from its distal end to the extremity of the 
electrode, corresponds with the measure recorded on 
the shaft at a level with the adjusting slide, making 
the electrode useful for measuring the length of the 
uterine canal, which can be read off on the shaft out- 
side. 

Objection has been made to the platinum sound 
because it is rigid and cannot be readily bent. Apos- 
toli introduces it straight along the index dhger as a 
guide and does it very dexterously. It can be more 
readily introduced, however, if it is slightly cui*ved. 



...•MiiiituiMiiuiuiu . O.rLEMMING 



Fig. 44. Dr. Masset^s Flexible Platinum Electrode. 

Flexible platinum electrodes made of spiral wire 
have been devised by Martin and Massey, but the 
length of the exposed surface is limited, and they 
do not answer the same purpose as the platinum 
sound. 

Dr. Massey has had the electrode for the positive 
pole made of a firm copper shaft, to which is 
attached a tip of platinum two and one-half 
inches long. This is insulated by a movable hard 
rubber tube. Dr. W. J. Morton suggested a method 
of insulating this and other electrodes by heat- 
ing the metal and rubbing it while hot with a 
piece of hard rubber (a broken thermometer case 
will do). The rubber will melt and adhere to 
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the metal, forpiing when cold a firm and perfect 
insulation which can be smoothed off and polished. 
The advantage of this insulation is that it fills up 
eveiy unevenness of the surface and makes a thor- 
oughly aseptic electrode, and it can be easily removed 
when desired simply by passing it through the flame 
of a spirit lamp and wiping it off. Needles for buried 
puncture can be insulated in the same way. 

The author endeavored to overcome the objection 
to the rigidity of the platinum sound by having it 
flattened out with the edges well rounded, and in thin 
way it can be made about as flexible — or rather, 
pliable — as a copper sound. To lessen the expense, 
a platinum rod of seven or eight inches is attached 
to a rigid steel shaft, which would be suitable f of most 
cases, even of quite large fibroids, and the expense is 
reduced about one-third. It makes a very satisfac- 
tory and comparatively inexpensive electrode. See 
Fig. 46. The point is made without a bulb when it 
is to be used as an applicator wrapped with cotton. 




Fig. 45.— Author's Modified Platinum Uterine Electrode and Applicator with 

Universal Handle. 
C is a punoture needle for attaching to the same handle. 

The Apostoli Carbon Electrode for SecUonal Cauter- 
ization of the Uterine CaTity.— This electrode was 
devised and is used for more readily controlling 
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hfemorrhage from tbe atems than is poBsible with the 
platinum soand. As shown in the cut. Fig. 46, it is a 
straight insulated shaft fifteen inches long, terminat- 
ing in a tip of carbon one inch in length. These tips 
are of seven different sizes, and are fixed perman- 
ently on the shaft or handle. ■. The shaft is marked 
with notches equal distances apart, representing the 
length of the carbon tip. In using them, one is 
selected the carbon tip of which will fit the uterine 
cavity snugly, forming perfect contact with that por- 
tion of the endometrium included, and it is passed to 
the fundus along the index finger as a guide, noting 
the location of the nearest notch (upon the shaft) to 
the external os. It is to be held . quietly in position, 
with the requisite current strength (galvanism) turned 
on, for from three to five minutes, when it is.with^ 
drawn until another notch presents the same location 
at the external os, thus exposing a fresh section of 
the endometrium to contact with the. pxposed. t^rbon 
tip. This is done usually without turning off the curi- 
rent. After cauterizing the second section it is ^ 
again withdrawn in like manner, and so on until 
the internal os is reached, and the whole of the 
uterine cavity has been submitted to the action of 
the current. 

The platinum sound is limited in its use, for con- 
trolling uterine haemorrhage, to conditions where the 
uterine canal and cavity is narrow, allowing fair conr 
tact with the endometrium, since contact is necessary 
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advisable to dilate the cervix gently with the stee 
dilator when necessary for this parpose. 

Steel Electrodes Specially Prepared to Resist tlie 
Action at tlie Positive Pole.— To lessen the expense 
of the electrical outfit, the author introduced to the 
profession about three years ago, a number of elec- 
trodes made of steel which had been submitted to a 
process (unknown to him) that prevented oxidation, 
and resisted for a time the usual action of the positive 
pole. This he was enabled to do through the courtesy 
of a patient, the owner* of this process, who kindly 
aided him in every possible manner to have them 
perfect. Unfortunately, the short-sighted policy of 
the different manufacturers, who were approached on 
the subject, prevented the construction of the neces- 
sary apparatus for the proper treatment of the steel 
to bring about the best result. In consequence, those 
which have been sent out, though correct in design, 
were but imperfectly submitted to the process neces- 
sary to make them resist oxidation or the action of 
the current, and they have given dissatisfaction. 
They will, however, in their present imperfect state, 
answer for mild currents, and, being inexpensive and 
removable from the shaft to which they are attached 
by a screw, they can be readily replaced when they 
begin to show action. It is possible, with a little 
outlay, which could be shared by all the manufac- 
turers of electrical instruments for medical purposes, 
if they would combine, to perfect these electrodes 
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so they would withstand even strong cnrrents for 
some time, and their expense would be inaignifioant as 
compared with the instrtimenla now in iiee for the 
. same purpose. 

The cut, Fig. 47, shows the electrodes made of this 
material. They have been made in imitation of the car- 
bon electrode of Apoutoli, referred to above for sec- 




tional canter izat ion. A sound electrode for applications 
to the whole canal is also made of this material. There 
are two tips, one, two and a half inches long and 
another, three and a half, screwed on an insulated 
shaft of the same size as that used for the others. In 
the set there should be two handles or shafts, one for 
the longer tips and one for those of an inch in length 
for sectional cauterization. These latter are made 
in eight different sizes from eleven to twenty-nine of 
the French scale, screwed upon a neat ebony plate to 
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be kept oonvenient for use. The shaft to whioh they 
are to be attached can be carved slightly if desired 
by first oiling and then heating it gently over a spirit 
lamp. 

The object of having the carbon permanently 
attached to the shaft is to avoid the possibility of its 
becoming loosened and left in the nterine cavity, 
whence it would be difficnlt to remove. This is not 
necessary with the steel tips because the thread will 
hold them firmly, and no such accident need be 
feared. These electrodes have been recently pro- 
duced in block tin which is acted upon very slowly; 
and, as no injurious decomposition results' from the 
action upon this metal, it is free from objections 
upon this score. It possesses the advantage of being 
pliable in the form of tip the size of the sound, but 
it is quite brittle when cold and should be warmed 
by dipping in hot water before being bent. 

The author has recently had an electrode made of 
soft iron for use with the positive pole. It can be 
used for some time without becoming rough, and 
being inexpensive, is readily replaced. It is quite as 
pliable as the block tin. The only objection so far 
observed is that the action on the metal causes it to 
adhere to the surface, preventing ready removal; but 
this can be overcome by using the negative pole for 
a few moments after the application, to loosen it. 

Puncture Needles For GalTano-Poncture,— These are 
made of a variety of sizes and shapes, many of them 
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most inappropriate and ansuitable. Those 
which have heretofore been sold in this 
country, of the spear and lance pointed 
Variety, were intended for abdominal punc* 
tare, and are in no way suitable for puncture 
after Apostoli's method. They are large 
and not readily introduced, and have no 
gnide to limit the depth of penetration, 
which is by no means an unimportant matter. 
As they are but little used now, it will be 
unnecessary to describe them further. 

The danger of galvano-puncture of fibroids 
of the uterus has been very much lessened 
by the adoption of the method of Apostoli, — 
puncture through the vagina with a filiform 
needle, the penetration being limited to one 
or two centimeters. He selects by preference 
the lateral fornix of the vagina, avoiding the 
anterior on account of the danger of pene- 
trating the bladder. 

The needle as shown in the cut is as he 
used it until about a year ago. It is a stiff 
rod of steel made the size of the platinum 
sound so as to be used in the same handle 
as the platinum sound electrode, terminating 
in a fine needle forged upon the extremity, 
about two centimeters in length, finely 
pointed with three edged point. The same 
insulating tube of celluloid used for the 
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Boand 18 employed for the same purpose for the 
needle. This is placed over the needle shaft, and 
by means of the thnmb screw in the handle the 
needle is fixed so as to expose only the desired 
length of point beyond, nsnally about one centime- 
ter. The insalating tube is then removed and passed 
along the index finger in the vagina as a guide to 
and against a point previously decided upon. It is 
held firmly in position between the thumb and midille 
finger of the same hand, while with the other the 
needle fixed in the handle is introduced through it 
(the tube). When the needle point touches the vag- 
inal surface, at the point occupie<l by the end of the 
tube, a quick movement and firm pressure will cause 
it to enter easily and with little or no discomfort to 
the patient. In withdrawini^ the needle after the 
application of the current, the tube is pressed firmly 
against the vaginal surface touched by its end, 
and the needle is loosened by a slight rotary motion 
of the handle. Puncture with this needle allows 
the local action of the current to take place along 
the whole track penetrited by the needle, from 
the vaginal surface where it enters to its point, the 
object being to leave behind an opening or drainage 
track for subsequent suppuration should it occur. 
This, however, seldom or never results when strict 
antiseptic precautions have been taken. 

The needles used by Apostoli are made of steel and 
are destroyed when used for positive puncttire. The 



— 177 — 

author has had the fiUforin needle point (which is 
only about two centimeters long) made of platinum 
and attached to the steel rod. With ordinary care 
the point can be kept sharp. 




Fig. 49.— Author's Canula Elbctrodb with Silver Canula and Steel 
Trocar and Adjustable Sheath for Pi-ncture of Hydho-Salpinx. 




Fig. 50.— Aitthor's Platinum Spear-pointed Puncti're Needle, Rubberp 
covered Shaft, with Measuring Shield. 

For the past year Apostoli has employed a needle 
made in the same way as described above, but insu- 
lated to within a quarter of an inch of the point, so 
that the local action of the current is confined to the 
point, the insulation preventing the action along the 
remainder of the track. This was done because he 
found there was no necessity for subsequent drainage, 
and because he ascertained by experiment that much 
of the effect of the current was due to the gases set 
free, which by puncture with the other needle, escaped 
around it into the vagina. With the insulated needle 
they are confined and allowed to penetrate the tis- 
sues in the vicinity of the needle point. The exposed 
point of this needle is platinum. 

The author has made a modification of this needle, 
see Fig. 51. The point is made of an alloy of plat- 
inum and iridium which is harder than platinum 

12 
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alone, and more durable. A <;utliiig 
point made of ibU alloy will retain il8 
edge much longer tlian platinum, which 
soon becomes dulled. But a filiform 
needle of either the platinum or alloy 
has HO little rigidity that it is extreme- 
ly apt to bend under use and become 
deflected from its coarse, and to avoid 
this, the celluloid or hard rubber tnbe 
for insulating the shaft and limiting 
penetration is made as shown in the 
cut, the end of it being closed, all but 
a very small opening in the center 
large enough to admit the needle, see A. 
This forma a support for the needle 
of a quarter of an inch at' the lower 
extremity of the tube, up to the point 
of contact with the vaginal surface, 
which is sufficient to prevent bending. 
For greater convenience, the steel rod 
or shaft has been fixed in a handle per- 
manently, and this arrangement neoes- 
sitatef) a sliding nut for setting the 
needle for any desired degree of pen- 
etration. A separation is made in the 
sheath at A. for detaching the end and 
cleaning the interior. 

Fig. 62 represents a platinum oanula 
with steel trocar devised by the author 
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for aspirating hydro- and pyo-salpinx and small oysts 
by the vagina, when accessible through that channel. 
After the fluid is withdrawn the galvanic current is 
tamed on through the canula as an electrode, the posi- 
tive pole being used in pyo-salpinx and the negative 
pole in hydro-salpinx. The instrument consists of a 
platinum canula the size of a No. 4 catheter (French) 
about seven inches long, with a sliding covering of 
hard rubber for insulation and thumb-screw attach- 
ment for fixing the depth of penetration. A two-way 
stop-oock has been placed on the handle, so as to allow 
the aspirated cavity to be washed out when necessary 




i.K\MH^u>>sactQ 



Fig. 5S.— Author's Platinum Canula Electrode. 

The cut shows the author's platinum canula electrode (No. 4, 
French catheter scale) for the galvano-tapping of pyo-salpinx through 
the vagina. The shaft is covered with an adjustable sheath (A) 
of hard rubber for insulation. This may be fixed at any point by 
the screw B and the degree of penetration limited. At C there is a 
two-way stop-cock, and at 2>, a connection for an irrigator, as well as 
a socket for connecting with the battery. When the trocar F is with- 
drawn, an aspirator may be attached to the rubber tubing E, and after 
the pus has been drawn off, by a quarter turn of the stop-cock C the cav- 
ity may be flushed with an antiseptic solution passing in at 2> through 
the canula. By turning the stop-cock straight again the fluid is allowed 
to escape through the tubing E into the aspirator bottle. Care must be 
observed not to over-distend the Fallopian tube, the walls of which have 
been much weakened in some cases. That I may not be misunderstood, 
I will say that I limit the degree of penetration usually to one centi- 
meter, and deem the procedure appropriate only when the tube is close 
to the vaginal wall, full and tense, demanding immediate interference. 
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before applying the current. The attacfhment for 
the connecting wire with the battery is at D. For 
a further description of the method of using this 
instrument see treatment of pyo-salpinx. 

A \ery good negative electrode, for many pur- 
poses, may be improvised from the ordinary copper 
uterine sound by placing over it for insulation a 
piece of catheter or a celluloid or hard rubber tube, 
and having a hole drilled in the metallic part of the 
handle for attaching the connecting wire with the 
battery. After it has been introduced to the fundus 
the insulating tube should be pushed up against 
tlie cervix, so as to protect the vaginal surface ; and 
this insulating slide should be long enough to project 
out beyond the vulva. If a small portion of the 
sound near the handle is exposed it is of no conse- 
quence, if care is taken to prevent contact with the 
integument of the thighs. 
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Fig. 63.— Db. Fry's Intra-utebinb Elbotrodb for Stbnobib. 

A very useful electrode has been devised by Dr, 
H. D. Fry, of Washington, after the plan of the 
bougie d boule for the male urethra (see Fig. 53), having 
the shaft insulated and only the bulb exposed. The 
bulbs are of different sizes and screw on the 
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shaft. Many prefer to use this electrode for stenosis, 
as recommended by the originator, claiming that by 
its use the action of the current is confined to the 
location of the bulb where it is demanded, while the 
unconstricted portion of the canal remains unaffected. 
The author prefers to use the electrode shown in Fig. 
41, which enters more readily and insures a more per- 
fect action upon the constricted portion of the canal 
while the electrode is in use. It is certain that there 
will be more action at the point of constriction, where 
the pressure forms better contact, and that the action 
will be little or nothing in the unconstricted portion, 
where contact is imperfect. And this contact at the 
point of constriction is maintained all the while the 
electrode is in position until it reaches the fundus, or 
until its complete introduction is accomplished, while 
with the bulb electrode the contact is only maintained 
while the bulb is passing the constriction, and ceases 
as soon as the constriction is passed. While this may 
be a desirable end in the treatment of urethral stric- 
ture, where the principle was first applied, it does not 




Fig. 54.— Dr. Hunter McQuire's Electrode for Cataphoresis. 

Absorbent cotton or blotting paper is placed in the cup at A and satur- 
ated with tincture of iodine. The electrode is made both straight and 
curved, and it can be used either in the vagina or on the external sur- 
face of the body. 
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wholly meet the requiremeDts of softening the dense 
stmcture in cervical stenosis. The surfaces and struc- 
tares are in no way analogous, and consequently are 
not subservient to the same methods of treatment. 




Fig. 55.— Rectal Blbctrodb. 

Special Electrodes for the Faradic Cnrrent.— Any of 

the above electrodes may be used with the faradic 
current, except the puncture needle and aspirating 
canula. The clay covered ball vaginal electrode may 
be used, but there is usually too much resistance in 
the covering, and a bare metallic ball is preferable. 
For the external electrode, a metallic plate or the 
woven wire gauze electrode covered with clean sponge 
or absorbent cotton is often to be preferred to the 
clay pad, for the same reason. But it is a point well 
worth knowing that when it is desired to employ a 
very strong induced current in this manner, with one 
pole internally (in the vagina or uterus) and the other 
externally, that a stronger current can be used, and it 
will produce less discomfort if the external electrode 
is large and spread over a large area of integument, 
which is accomplished by using the clay pad employed 
for the galvanic current. In this way, it is often 
possible to use an intensity of current nearly equal to 
that allowed by the bipolar method of Apostoli. It 
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was in order to make a very intense current bearable 
that Apostoli was induced to employ the bipolar 
method, as well as for the purpose of concentrating 
the action. This method consists in employing an 
electrode with both poles arranged on one shaft about 
an inch apart, connected with separate wires insulated 
from each other, and extending through the center of 
the shaft to a binding post or slot connection for 
wires from the battery, one for each terminal wire or 
pole. 




Fig. 66. 
Apostoli's Bipolar Vaginal Electrode for the Faradic Current. 

Fig. 56 shows the bipolar vaginal electrode which 
is made in two sizes. One smaller than the other for 
virgins. In using this electrode care must be taken 
to keep it well within the vagina, so that the metal 
surface will not come in contact with the sensitive 
tissues at the vulva. A very intense current can be 
endured within the vagina with no discomfort, but a 
very mild current in contact with the orifice will 
cause the patient to cry out. 

Fig. 57 shows the bipolar uterine electrode fof use 
within the uterine cavity. It is very essential that 
both metallic surfaces should be completely within 
the cavity during the application. There the current 
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will be endared with almost as little discomfort as in 
the vagina, but the cervical canal, and particularly 
the internal os is very sensitive to the current, 
hence it is important to be sure that both metallic 
surfaces are introduced beyond that point before the 
current is turned on; and the electrodes should never 
be allowed to slip down. Many of the bipolar uterine 
electrodes made and sold in this country are straight, 
rigid and entirely too large, being made with utter 
disregard for the original models and the diameter of 
the uterine canal. The insulation is of hard rubber 




Fig. 57. 
Apostou's Bipolar Intra-utbrine Electrode for Faraoic Current 

and unyielding, consequently they cannot be intro- 
duced without previous dilatation or without inflicting 
serious damage. There are two sizes of the original 
electrode, as made by Gaiffe, of Paris, the smaller 
being no larger than the uterine sound, the other 
being a trifle larger ; and they are flexible, the insula- 
tion being made of a form of black catheter material 
similar to the material of which French bougies are 
made. 

The author does not regard as practical the adjust- 
able bipolar electrode introduced by a recent writer, 
particularly the one intended for the uterus. In 
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order to render the outer surface movable over the 
shaft to which the inner is attached, it is necessar- 
ily 80 large, that it will be impossible to pass it 
through the internal os or the canal without previous 
dilatation, and this would be very undesirable in any 
condition requiring bipolar faradization of the uterus, 
except perhaps subinvolution. 

A word about electrode connections. Although 
the binding post attachment has been pictured in 
some of the cuts it was not done by the author's 
consent, and any electrode so constructed is con- 
demned by him. They are in every way the 
most clumsy, inconvenient and awkward connec- 
tions ever devised and should never be placed upon 
an electrode. The spring slot or slit connection, 
sunken in the handle on a level with the surface 
is neat and convenient, and any rheophore tip will 
fit it or can be made to fit it, if too large, by 
filing down the point of the tip. The same connec- 
tion is likewise much more suitable for small portable 
batteries than the clumsy binding posts ordinarily 
used. 

Connecting Cords'* or Bheophores.— ^These should be 
made of several strands of fine copper wire covered 
with rubber and silk braid, with a soldered connection 
to the tip, never by simply winding the wire around 
the tip. This form of cord should be used for both 
the galvanic and faradic currents. The tinsel cord 
ordinarily furnished with faradic batteries should 
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never be used under any circumstances. They should 
never be used for the galvanic current and are unreli- 
able and unsuitable for the faradio current, particu- 
larly if there is no measuring instrument employed 
in the circuit to indicate that there is a current 
circulating between the terminals, as the sensations 
of the patient are not to be relied upon, and these 
cords are very defective. It is true that when new 
and perfect they are a good conductor for the f aradic 
current, but they are never certainly perfect, and are 
very easily rendered worthless. If they once get wet 
they are unfit for future use. 

Enough has been written descriptive of the different 
forms of electrical apparatus for gynaecological use. 
What the physician now needs most is a detailed 
description of how to apply electricity to the treatment 
of disease. Most works upon this subject are strangely 
vague upon this most important question (technique), 
the information to be derived from them being of the 
most meagre sort. Is it because authors are deficient 
upon this point, or because they do not recognize 
how important it is to the average worker in elec- 
tricity ? 
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